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INTRODUCTION

Proteomic workflows rely on sensitive and precise methods for detecting proteins. In
the most common workflow, proteins are separated by liquid chromatography and
detected with an inline detector. However, the most commonly used detector, UV-Vis
absorbance, provides relatively low sensitivity and requires long path lengths in the flow
cell. Mass spectrometry-based detectors provide high sensitivity, but are more expensive
and require some optimization of protein ionization and fragmentation [1]. Other sensitive
detection methods such as ELISA (Enzyme Linked Immunosorbent Assay) cannot be
easily integrated into ‘inline’ continuous measurements where we need continuous
monitoring and analyzing samples [2].
Detection and diagnosis of various diseases is dependent on sensitive and specific
detection of proteins relevant to them. Quantitative monitoring of proteins is shown to be
one of the most promising approaches for biomarker discovery [3]. Better detection and
quantification techniques can lead to better understanding of metabolic cycles and
biological reactions inside the body. Secreted extracellular enzymes and metabolites can
also be analyzed by better protein detection techniques. This can potentially lead to
molecular fingerprinting and early diagnosis of diseases[4], [5].
Recent advances in patient inspired techniques obligates scientists and engineers to
design technologies compatible with patient needs. This applies to samples taken from
patients and also the tests. Evaluating known serum biomarkers such as galectin-14
(LGALS14), and placental growth factor (PGF) can be a great way of predicting
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pregnancy loss. Previous research has reported a decrease in the amounts of these two
biomarkers in woman who experience pregnancy loss in comparison to control group [6].
In this research we present a highly sensitive, label-free method to detect proteins in
continuous flow, using a pressure-driven microfluidic droplet generator. This continuous
detection method is based on the difference in interfacial tension of different proteins. We
have applied our method to different protein mixtures such as blood plasma. Problem
statement, research objectives and research contributions are summarized here:
Problem Statement:
Lack of a sensitive, reproducible, inexpensive method for detecting proteins


Low sensitivity of UV absorbance detectors in microfluidic devices.



ELISA methods perform in batch mode and cannot be integrated to continuous
detections such as HPLC.



Mass spectrometry-based detectors provide high sensitivity, but are very
expensive and require optimization for each protein.

Research Objectives:


Inexpensive, sensitive, reproducible, continuous method for protein measurement
(fg-ng ranges).



Testing different proteins to investigate the domain of presented method.



Presenting a real world application for this method.

Research Contributions:


Presented a label free inline protein detection method which is sensitive to globular
proteins encapsulated inside water-oil droplets
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This method was effective only using oleic acid and octanol. Other nonpolar oils
such as Hexadecane and FC-40 are not effective for this experiment.



This method has shown promising results with placental protein galectin (LGAL14)

After this introduction, chapter 2 will provide an overall review of the protein detection
methods. Chapter 3 will talk about the theory of our detection technique. Many of the
fundamental aspects of microfluidic devices are also discussed here. Dimensionless
numbers and definitions for them are also included. Reading this chapter will provide a
core understanding of microfluidic devices and their physics. Experimental results are
presented in chapter 4. These results are also discussed with potential conclusions.
Chapter 5 includes simulation results and chapter 6 presents one of the applications of
the purposed method. Future goals for this project are discussed in chapter 7. The
conclusion chapter talks about different outcomes of experiments and the limitations for
the suggested method.
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PROTEIN SEPARATION
METHODS
Understanding the chemical structure of proteins can aid us to engineer better
techniques for protein detection. This chapter presents information about chemistry of
proteins and available detection methods. Protein detection methods can be divided into
physical and chemical subgroups. They can also be divided into batch and continuous
unit operations. Chemical protein detection methods are discussed next. After that we will
introduce physical methods with their various subgroups such as liquid chromatography,
gas chromatography and mass spectrometry.
For each of these methods, this chapter will discuss the operational principle,
strengths and limitations, limit of detection, specificity and selectivity. Various types of
chromatography and their applications are discussed in this section. Finally, a comparison
between various detectors is demonstrated. Considering the fact that physical methods
such as liquid chromatography have performed in continuous pattern, continuous
microfluidic protein detection methods are listed at the end.
Structure of Proteins
Proteins, also called polypeptides, are polymers consisting of long chains of amino
acids which are connected to each other by peptide bonds. Generally, if a protein chain
has less than 40 amino acid residues it is called peptide. Amino acids have the same
fundamental structure; however, they vary in their linked R group. For instance, glycine
has hydrogen for its R group and alanine has a methyl as its R group (Figure 2-1). The R
groups can carry a positive or negative charge in physiological pH range. Different R
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groups can enforce different charges on the structure of amino acid. For instance, amine
groups are always positive while hydroxyl groups are negative. Proteins have secondary
structure which is defined by patterns of hydrogen bonding between the peptide groups.
Tertiary structure is a completely folded structure of protein[7], [8]. Fibrous and globular
proteins (such as BSA, ovalbumin, Thyroglobulin) have quaternary structure. Variety of
bonding interactions holds globular proteins in a clumped shape.

Figure 2-1. A typical amino acid structure
Protein Detection Methods
Protein assays are performed based on single physical/ chemical characteristic as
mentioned in Table 2-1. In order to increase the capacity of assays scientists have tried
to add 2D and multidimensional assays to their separation systems. Integration of two or
more separation system will have challenges such as compatibility of systems and control
of the interface between two systems. Specific applications of multidimensional
separations are in analysis of metabolites and proteins [9]. Proteins can be fractionated
from cell lysate or any kind of protein mixture. It is possible to separate proteins according
to their physical or chemical properties such as isoelectric point, refractive index, density,
molecular weight, charge or stokes radius.
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Some of these methods are designed only for separation and not for quantification of
proteins. However, any type of protein quantification may need a separate step for
purification as well. Thus some of these methods can be combined together for
multidimensional assays.
Table 2-1. List of different fractionation methods [10]
Separation method
Ultracentrifugation
Size-exclusion chromatography
Isoelectric focusing
Hydrophobic interaction chromatography
Reversed phase chromatography
Ion exchange chromatography
Affinity chromatography
Gel electrophoresis

Physical/Chemical property
Density
Stokes radius
Isoelectric point
Hydrophobicity
Hydrophobicity
Charge
Specific biomolecular interaction
Stokes radius

As Figure 2-2 shows, protein detection methods are categorized into two major
groups depending on the nature of the separation/detection method. Chemical methods
include ELISA and all the detection methods which are based on a chemical reaction
between a specific reagent and protein. Physical methods are divided into
chromatography and spectroscopy methods.
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Figure 2-2. Summary of different detection methods. Types of detectors used in liquid,
gas chromatography as well as spectroscopy are shown underneath.
Chemical methods can be used in combination (after) physical methods. Since chemical
methods are irreversible (due to chemical reactions), it is not possible to apply them
before physical methods.
Chemical Detection Methods
Many chemical and enzymatic methods have been used to detect the amino acid
bounds and chemical structure of proteins [11]. Protein labels covalently attach to a
specific binding site in protein chemical structure and promote detection and separation
of the desired protein. Depending on their active sites and chemical structures, proteins
may have various reactions to different labels. In order to maintain specificity and
selectivity, each label should be designed for a certain protein with best linear dynamic
range. This will cause a signal depending on the characteristics of the protein. For
instance, in Bradford method the dye Coomassie blue binds to arginyl and lysyl residues
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of protein. Interference from other compounds and lack of specificity are major drawbacks
of these methods [12].
Enzyme linked immunosorbent assays (ELISA) are used for detection of peptides,
proteins and antibodies. ELISA is typically preformed in batch mode, in 6, 24, 96 or 384,
1536 well plates [13]. It has become clear that batch mode is not a proper choice for
continuous flow of high throughput screening assays due to limitations such as sample
handling, assay time, evaporation and expense. Most of the mentioned chemical methods
can be performed in batch mode and it is not possible to combine them with another
detection/separation method in a continuous operation [14].
In these methods an antigen is immobilized on a solid surface (in commercial
products the plates are pre coated). A corresponding antibody linked to an enzyme will
complex to antigen (in a lock and key mechanism Ab-Ag). Enzyme activity will be
measured. For this purpose, usually enzyme is incubated with a substrate to produce a
measurable product. Horse radish peroxidase (HRP) and alkaline phosphatase (AP) are
commonly used in ELISA kits. These enzymes are compatible with a large number of
substrates. Selection of the proper substrate depends on required sensitivity and
available instrumentation. [15]. In formula (2-1) Ab* is a symbol for the labeled antibody.
𝐴𝑔 + 𝐴𝑏 ∗ ↔ 𝐴𝑔 − 𝐴𝑏 ∗ + 𝐴𝑏 ∗ (𝑒𝑥𝑐𝑒𝑠𝑠)

(2-1)

Immunological assays such as ELISA have many applications in clinical, scientific
and pharmaceutical studies since 1960s. These techniques are capable of detecting
important biomarkers, hormones, proteins, enzymes and microbes in biological mixtures
[8].
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Fluorescent detection is the most utilized signal transduction method for
immunosorbent assays; however, bulky instrumentation used in these methods
(fluorescent scanners) are another barrier for performing handy health care experiments
or diagnostics. For most specific immunoassays the sensitivity of the assay is dependent
to the label and its complex with Ag/Ab. Considering this phenomena, label free methods
have the privilege of quantifying proteins in their primary state without conducting
chemical reactions. Some of the ELISA versions are applied to microfluidic chips for better
automation and high throughput screening [16],[17]. All ELISA versions need 5-30
minutes incubation time dependent on the labels they are using. This makes the ELISA
not compatible with inline continuous screenings.
Proteomics research demands sensitive inline fractionation and detection techniques
for complex proteins in different body fluids or biological systems. A typical human cell
can express up to 20,000 proteins at any given time [18]. Continuous flow separations
are useful for online monitoring and linking upstream and downstream samples. These
methods are playing a key role in point of care analysis devices.
Physical Methods
Some of the chemical methods are discussed in previous section, here we will focus
on physical methods and their varieties. For this purpose spectroscopy and its concept is
studied initially. This includes Beer Lambert’s law and related equations. Afterwards, we
will investigate liquid and gas chromatography techniques.
Spectroscopy
After chemical methods, spectroscopy is the most common method of protein
detection[19]. Traditionally, spectroscopy was referred to all the methods dependent on
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absorption and emission of the visible and UV radiation; however, spectroscopy methods
have been extended to other types of electromagnetic waves (X-rays, microwaves, radio
waves or even energetic particles and plasma spectrometers) after 1900 [20]. The nature
of electromagnetic radiation can be described in terms of waves and particles. When they
pass through different media the light can be described as waves. In case of absorption
or emission the light is explained as particles [21].
Different spectroscopic techniques operate at different ranges of spectrum. For
instance UV-visible spectroscopy only operates at wavelengths 10-6-10-7m. UV or visible
light can be absorbed by many compounds depending on their chemical structure.
Absorption of light in different molecules corresponds to various structural groups such
as carbonyl, amine etc. Figure 2-3 shows monochromatic radiation passing through a
sample (PT) or blank (P0).

Figure 2-3. Radiation through a sample and blank [20]
The amount of light absorbed to the sample is measured by different formulas.
Transmittance is defined as:
𝑇=

𝑃𝑇
𝑃0

(2-2)
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Absorbance is defined as:
− 𝑙𝑜𝑔 (

𝑃𝑇
𝑃0
) = 𝑙𝑜𝑔 ( ) = 𝐴
𝑃0
𝑃𝑇

(2-3)

Besides absorption by solute, there are some other reasons for depletion of radiation
power after passing the sample. For instance, the solvent itself may have some
absorption or a small amount of reflection may happen. Having a blank sample of solvent
without any solute can reduce these errors.
Colorimetric detections are based on Beer Lambert’s law. Passing monochromatic
radiation through a sample with finite length involves decrease in power corresponding to
sample’s length (thickness) as shown in Figure 2-4.

Figure 2-4. Schematic of Beer Lamber’s law [20]
A simple energy balance in the defined boundary conditions results in:
−𝑑𝑝
= 𝛼𝐶𝑑𝑥
𝑝

(2-4)

Where α is the proportion constant. Integrating the two sides of equation can result
in:
𝑝=𝑝𝑇

∫
𝑝=𝑝0

𝑥=𝑏
−𝑑𝑝
= ∫ 𝛼𝑐𝑑𝑥
𝑝
𝑥=0

𝑝0
𝐿𝑛 ( ) = 𝛼𝑏𝑐
𝑝𝑇

(2-5)

(2-6)
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Considering the absorbance formula:
A= 𝛼𝑏𝑐

(2-7)

Where α is the absorptivity of the solute defined by Cm-1Conc-1. If concentration is
presented in molarity then the units of α will be cm -1 M-1 and it is replaced by ε. ε is
extinction coefficient, c is concentration in mol/L and b is optical path length in cm. Thus
if the ε is known measurement of A can define the concentration of sample. In
spectrophotometers the path length is usually set as 1 cm.
Limitations of beer’s law can be instrumental or chemical. One of the chemical
limitations is the sample concentration. At relatively high concentrations absorption peaks
broaden and they are not accurate enough. Particles in the sample interact with each
other which leads to variations in extinction coefficient. This phenomena can also be
explained due to the change in refractive index at higher concentrations which both
affects and causes positive or negative divergence from an ideal linear calibration curve
as shown in Figure 2-5.
One of the instrumental limitations is that the radiation is not always purely
monochromatic and it varies with percentage of bandwidth. Maintaining the 1 cm distance
is not possible for many microfluidic chips or high throughput screening applications. If
light doesn’t pass through sample but reaches the detector it can cause a stray effect.
This is another instrumental barrier which relates to wavelength selector in the system.
Spectroscopic methods are very powerful tools for defining chemical structure of
unknown molecules. They are used for identifying different chemical structures and
reactions especially in organic chemistry. One of the examples of the spectroscopic
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methods is calorimetry which is very common. Calorimetry is based on absorbance of
light in the sample and it shows a linear signal with increasing concentration.

Figure 2-5. Positive and negative divergence from ideal calibration curve [6]
Here we will introduce different classifications of spectroscopy methods and compare
them. Mass spectroscopy has limit of detection 1-50 fg of protein with dynamic range of
10 5. This can vary with protein or type of detector. Certain modifications are being done
on new versions which causes better limit of detection and dynamic range [11].
Mass spectrometer located in Wayne state proteomics core offers detection limit in
the range of fg-pg for proteins. They digest the proteins using trypsin which is a protease
enzyme. Then they will compare the ion spectra of the sample with standard curves. This
method is not reversible and it cannot be used before other detection methods. Common
types of spectroscopy are shown in Table 2-2.
Table 2-2. Common types of spectroscopy [11], [20]
Absorption
Fluorescence
X-ray
Flame

The power of light is measured before and after passing a sample. It is also referred
as tunable diode laser absorption spectrometry (TDLAS)
This technique uses high energy photons to pass through a sample which will emit
lower energy photons [22].
Inner shell electrons can be exited to outer empty orbitals when the atoms are
excited with x-ray.
This category includes three subdivisions. Flame emission spectroscopy, flame
atomic absorption spectroscopy and atomic fluorescent spectroscopy. This method
uses the intensity of the light emitted from a flame or spark to quantify the amount
of a certain component in a sample [23].
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Visible
Ultraviolet
infrared
Raman

Nuclear
magnetic
resonance
(NMR)
Photoemission

Many atoms absorb visible light in their gas phase. This type of spectroscopy is
usually combined with UV spectroscopy [24].
Ultra violet photons are very energetic and all atoms can absorb UV radiation. This
type of spectroscopy is often used for protein/DNA quantification[19], [21].
This type of spectroscopy has many applications in organic chemistry for studying
the inter molecular bonds in the sample[19].
Raman spectroscopy is using monochromatic and inelastic radiation (often from a
laser source) to analyze vibration and rotation states of molecules. Shift in the
frequency of the reemitted light can provide information about the intermolecular
transitions.
NMR refers to absorption and emission of radio frequency by a nucleus in a
magnetic field. Complete structural and conformational analysis and quantification
of complicated mixtures is possible by this technique [25].
This technique is based on photoelectric effect to study the electronic structure of
molecules, surfaces. Measuring the energy of electrons emitted from solids can
verify the binding energy of various electrons in a compound [26].

Chromatography:
In general chromatography is separation of different components in a mobile phase
which are eluted at different rates through the stationary phase (Figure 2-6). While mobile
phase is traveling through stationary phase, each component in mobile phase will have
different migration velocity. This is the principle for separation in chromatographic
techniques.

Figure 2-6. Schematic of a chromatographic separation with mobile and stationary
phases. The two red arrows show diffusion from mobile phase to stationary phase and
from stationary phase to mobile phase.
Some components tend to absorb to the stationary phase by building temporary
bonds depending on their affinity to mobile phase and stationary phase. These separation
techniques vary by type of mobile phase (liquid or gas) and type of stationary phase and
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the detector used to detect the components in the system. Different chromatographic
techniques are listed below [27]:


Paper chromatography



Thin layer chromatography



Gas chromatography



Liquid chromatography



Size exclusion chromatography



supercritical fluid chromatography

Here we will introduce important parameters in chromatographic separation
techniques. Liquid chromatography and Gas chromatography will be discussed
afterwards.
Important Parameters in Chromatography:
Table 2-3 shows the popular parameters for describing the observations in
chromatographic separations. Chromatograms are the signals presented by detectors to
measure eluent concentration or any other physical/chemical characteristic as mentioned
before. Ideal chromatograms should represent Gaussian peaks.
Table 2-3. Important parameters in chromatographic separations [27], [28], [29]
Parameter
Retention time
Hold up time
Mass distribution
ratio
Retardation factor
Column performance

Description
The amount of time for a peak in the chromatogram (Figure 2-7). 𝑉𝑅 = 𝑉. 𝑡𝑅
Retention volume is directly calculated from flow rate (V) and retention time.
Hold up time is the amount of time required for elution of a certain component in
mobile phase.
This parameter is also called retention factor k and it’s defined as the volume of
𝑉
solute in stationary phase and volume of solute in mobile phase. 𝐷𝑚 = 𝐾𝑐 𝑆
𝑉𝑚

where Kc is the distribution coefficient
Retardation factor is the distance traveled by fraction of injected component
(analyte) in the mobile phase to the distance traveled by solvent.
For all separation techniques performance of the system is calculated in terms of
𝑡
number of theoretical plates. 𝑁 = 5.54( 𝑅 )2 As shown in figure 2-7.
𝑤ℎ
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Peak to valley ratio

This test is to confirm system’s performance in separating two different
𝐻
𝑝
components. = 𝑝

Signal to noise ratio

The precision of the separation is affected by this parameter. =
As shown in
𝑁
ℎ
figure 2-8.
This factor is also called tailing factor and it is calculated by w0.05/2d in figure 2-9.
Each peak should start from baseline and end in baseline in ideal situation,
however in some cases especially when components have similar characteristics
(such as molecular weight) peaks are merged together or they do not separate
completely. Figure 2-10

𝑣

Symmetry
Resolution

𝐻𝑣

𝑆

2.𝐻

Figure 2-7 shows a typical chromatogram. Generally chromatograms are a
demonstration of signal (Y axis) versus time (X axis). The amount of time for a
chromatogram is called retention time and width of the chromatogram at half of its height
is called W h.

Figure 2-7. Schematic of a typical chromatogram with retention time of tR and width of
Wh
Parameters mentioned in Table 2-3 are essential for characterization and comparison
of experimental results. Figure 2-8 shows a demonstration of signal to noise ratio. This
ratio should be at least more than 2, otherwise there wouldn’t be any distinction between
signal and noise. Figure 2-9 shows the symmetry of the chromatogram. Symmetry factor
is also called tailing factor (symmetry) as mentioned in Table 2-3.
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Figure 2-8. Schematic of signal to noise ratio [30]

Figure 2-9. Symmetry of a chromatogram [27]
Another important parameter in chromatography experiments is the peak to valley
ratio as shown in Figure 2-10. This ratio defines the resolution of peaks. If we don’t have
a good resolution peaks will merge to each other and we cannot define a separate peak.
This happens for various reasons such as contamination in the column.
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Figure 2-10. Schematic of peak to valley ratio [27]
Liquid Chromatography:
Liquid chromatography is widely used for purifying individual proteins in a mixture.
Basically in this method, the mobile phase and the eluent are passed through a packed
column. Liquid chromatography is modeled using mass balance equations in mobile and
stationary phases in the column [31]. Depending on the column type and chemical
structure the mobile phase can be eluted faster or slower. Interactions between stationary
phase and mobile phase are also responsible for separation. There are several methods
used for protein and peptide separation by HPLC [28], [29], [31], [32]:


Ion exchange chromatography



Chromatographic methods based on hydrophobicity



Reversed phase chromatography



Affinity chromatography
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Size exclusion chromatography

These different methods in liquid chromatography are discussed and compared here.
Choosing a proper chromatography is dependent to the application and specific demands
of the experiment. For instance if we want to keep the structure of protein we may not use
reversed phase chromatography; however, we can use ion exchange chromatography or
size exclusion chromatography.
Ion Exchange Chromatography (IEXC)
Proteins are amphiphilic structures and they have both positive and negative charges.
The sum of charges of different amino acids in protein structure will produce the net
charge of protein which varies depending on the pH of the solvent. Ion exchange
chromatography is based on ionic charges of proteins on their surface which defines their
isoelectric point (PI). Proteins with different charged groups interact with the ion exchange
adsorbent.
Charge characteristics of proteins depend on ionizable amino acid residues in protein
structure. Generally any free amine group in an amino acid R group can cause positive
charge and any carboxyl group can cause negative charge. In addition to the net charge
of proteins, the charge distribution and strength in different locations of the molecule is
important. If there is a strong charge in a specific region of the molecule, binding to ion
exchanger can happen in spite of the fact that the net charge of the molecule is zero.
Properties of the ion exchanger, mobile phase and elution process can affect the
separation as well [33].
This method is one of the most powerful separation techniques for charged
biomolecules such as proteins, peptides and nucleic acids. Due to mild conditions of
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separation, a protein can maintain its conformation. Selectivity, simple performance and
controllability of ion exchange resins are other advantages of this type of chromatography.
These resins are more powerful than other adsorbents used in protein chromatography
and they can perform hundreds of separation cycles [34].
Chromatographic Methods Based on Hydrophobicity
Chromatography methods can also be based on hydrophobic interactions between
carrier phases and the stationary phase. Chromatographic methods based on
hydrophobicity are divided to two groups: Hydrophobic interaction chromatography (HIC)
and Reversed phase chromatography (RPC).
Proteins generally have various hydrophobic and hydrophilic groups. In a hydrophilic
solvent the hydrophobic groups try to bury themselves in a cover of hydrophilic groups
which have active hydrogen bonding sites and link to water molecules. However, some
of these hydrophobic groups are still in contact with water molecules.
Generally when a hydrophobic residue is added to a water phase several phenomena
is observed [35]:


Negative entropy change (-∆S)



A small enthalpy change that is usually negative (-∆H)



An increase in heat capacity (-∆Cp)



Decrease in volume (-∆V)

Hydrophobic chromatography uses minimizing the interface as a driving force. From
an energy perspective, this will lead to increase in entropy of the system (∆G=∆H-T∆S)
[36].
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The stationary phases are usually alkane chains with or without amino groups. Phenyl
ligands have also shown a good selectivity to aromatic proteins [36]. Increase in the length
of the alkane chain causes stronger bonding of hydrophobic protein residues. Interactions
in RPC are usually stronger than HIC. Polarity of the solvent is very important in both
RPC and HIC.
Reversed Phase Chromatography (RPC)
This type of chromatography is the opposite of the traditional normal phase
chromatography in which the stationary phase is usually hydrophilic while the solvent is
hydrophobic. RPC is closely related to the principles in HIC and it is based on polarity of
molecules. The adsorbents in RPC are usually more hydrophobic than HIC. In RPC
molecular interactions are high enough to adsorb molecules even from water to the
adsorbent. This technique was originally developed when very small molecules of protein
were non dissolvable in organic phases (in HIC).
In RPC the stationary phase is usually nonpolar while the mobile phase is relatively
polar. Mobile phases can vary depending on the stationary phase and the analyte.
However, the principle of reversed phase chromatography is adsorption of hydrophobic
(non polar) analyte on hydrophobic (non polar) stationary phase as shown in Figure 2-11.
Polarity of the mobile phase can be adjusted by varying the percentage of water or organic
phase inside it. Estimated retention time of a particular protein/polypeptide varies by using
different of mobile phases. The following solvents are nonpolar to polar from left to right
[37]:
Methanol < Ethanol < Acetonitril < isopropanol
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Figure 2-11. Positively charged protein binds to negative beads and negatively charged
protein can pass through the column
It is clear that more percentage of nonpolar solvent will result in more linkage of
analyte to stationary phase. Organic phase will cause denaturation of the proteins as they
alter the three dimensional structure of proteins. Gradient elution is used in RPC to
decrease the polarity of the mobile phase by increasing the fraction of organic phase [34].
This technique is usually used for checking the purity of protein samples or
quantifying purposes while recovering the protein structure is not necessary afterwards.
Affinity Chromatography
Besides the fact that proteins can interact with the stationary phase based on their
charge and hydrophobicity they can also interact with molecules called ligands. Each
molecule has binding sites specific for interactions with its ligand. These interactions may
be Van der Waals forces, hydrogen bonds or electrostatic forces. These ligands can be
proteins as well. Selectivity of ligands can be as unique as only one protein but they can

23

also be selective to limited number of target molecules depending on their binding sites
[33].
It is important to be able to detach the complex of ligand-protein after chromatography
by changing the medium without affecting ligand or protein. The mobile phases for affinity
chromatography is usually optimized for ideal binding. By changing this ideal binding
condition such as pH of the solution it is possible to detach adsorbed proteins. Ligands
should be compatible with the carrier phases as well. Flow rate of the mobile phase can
cause huge differences in protein binding process. If the flow rate is too high proteins will
not find adequate time for attachment and a portion of target proteins will elute without
binding to stationary phase [38].
The stationary phase in affinity chromatography should have large surface area
available for covalent bonding with ligands. It should also be stable both chemically and
physically. Gel material also needs to be inert and stable. Agarose is one of the most
popular stationary phases for affinity chromatography. Attachment of a specific ligand to
the stationary phase accelerates binding of the desired protein to the surface. This ligand
should be compatible with carrier phases used in the procedure. Proteins can be used as
ligands since they are very selective; however, synthetic molecules have the advantage
of being stable and cheap.
Spacer arms are used as a link between ligands and column (stationary phase). The
length of spacers is usually 6-10 carbon atoms. Spacers will prevent binding of the target
molecules directly to the stationary phase.
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This type of chromatography is often used for purification of proteins such as
immunoglobulins, glycoconjugates, DNA binding proteins, receptor proteins, enzymes
and synthetic ligands. Isolation of cells or nucleotides [39].
Immobilized metal affinity chromatography is based on the similar concept as affinity
chromatography; however, the immobilized phase is metal ions which interacts with some
of the protein residues such as histidines. This method relies on specific interaction
between metal ions and proteins (mostly histidine groups on the surface of the protein).
Size Exclusion Chromatography (SEC)
In all previously described methods, separation is based on interactions between
protein structure and the stationary phase. However, in SEC, Size and shape of the
protein molecules are the important factors in this type of chromatography. This technique
is also called gel filtration. SEC columns contain different size range beads packed
together. As small molecules and large molecules pass through these beads. It is clear
that small molecules are able to pass through more channels than larger molecules,
therefore larger molecules pass quickly and elute faster than smaller molecules.
Shape of the protein molecule is responsible for SEC separations. Proteins tend to
have globular shapes while DNA molecules maintain linear structure. Linear structures
elute much faster than globular shapes due to their shape (hydrodynamic volume).
Considering this description, a DNA molecule will elute much faster than a protein with
same molecular weight [33], [40].
The stationary phase used in SEC is usually made up of synthetic polymers such as
polyacrylamide or natural polymers such as agarose. Different amounts of cross linking
inside the polymer can cause various pore sizes. These synthetic gels are commercially
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available with different ranges of porosity. They are usually categorized by their capacity
to separate globular proteins. The upper range shows the largest protein molecular weight
and the lower range shows the smallest protein molecular weight [27], [30], [40].
In this type of separation there is no adsorption involved. Choosing the proper pore
size in the stationary phase is a key parameter for optimal separation. For best results it
is recommended to have a good control over the range of pore sizes in the stationary
phase. Unlike the previous methods changing the mobile phase conditions will not affect
separation process since separation is based on molecular weight (shape). However we
still need a solvent which carries the molecules of interest without changing their structure
or affecting the stationary phase. These systems don’t need any gradient pumping since
proteins are eluted and not adsorbed.
This method offers the least resolution in comparison to other methods, however it is
used due to ease of operation and lack of interaction with protein structures. This type of
chromatography has a wide range of applications such as buffer exchange, protein
fractionation and determination of molecular size. However, protein fractionation is not
expected for proteins of globular shape with less than 30% difference in size. The
resolution of the two separate peaks in the SEC column increases with the square root of
column length. In general the diameter of the column is chosen based on the eluted
volume and the length depends on the resolution needed [34].
SEC chromatography (separation by size) is independent of solubility, charge and
polarity of the proteins [33]. Coupling this method with another detection method such as
mass spectrometry, gel electrophoresis or chromatographic separations has been shown
to make better identifications and separations [2], [42], [8], [43] .
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Detectors in Liquid Chromatography
Having discussed the different types of liquid chromatography we will now move on
to chromatography detectors which are responsible for converting a physical or chemical
property of the injected samples to measurable signals. Different detectors can be used
in HPLC for defining separate peaks of individual protein in a mixture. Detectors can
function according to various parameters as listed below [44].


Bulk property



Analyte properties



Carrier phase properties



Combined techniques

Bulk property detectors calculate the difference between the properties of the carrier
phase with and without sample. For instance refractive index detectors are considered as
bulk property detectors.
Analyte property detectors are sensitive to analyte properties. Fluorescence
detectors or electrochemical detectors are some of the examples of this group.
Mobile (carrier phase) property detectors are based on some modification or change
in carrier phase properties post column. Corona discharge or evaporative light scattering
detectors are in this category of detectors.
Combined techniques refers to coupling a different measurement/separation
technology to an HPLC system. Some of the popular hyphenated techniques are (LCMS), (LC-NMR) and (LC-IR).
An ideal detector needs to satisfy the following qualifications [8]:
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Sensitive: Response should be sensitive to certain property or characteristic of the
sample



Selective: It should have selectivity for a certain sample over another



Wide dynamic range: Which is linear can help the response to be predictable



Reproducible: Results should be reproducible and predictable



Reliable: Response should not be affected by environmental parameters such as
temperature



Fast: High speed response enables the detection of short peaks

Each principle detection parameter may have different versions and subgroups. In
addition to mentioned types, there are also other versions of detectors which are not the
focus of this research such as electrochemical, density and radioactivity detectors.
Detectors based on density are not very sensitive and they have many other
disadvantages. Electrochemical detectors are very sensitive and specific to reduction of
hydro peroxide groups in the molecules. Among various electrochemical methods,
electrochemical impedance spectroscopy (EIS) and cyclic voltammetry (CV) are two
methods characterized for protein detection. They have reported that with increase in the
amount of proteins in the sample the surface charge density will increase [45]. In spite of
their high sensitivity (less than 0.1 ng) these methods have some disadvantages such as
no selectivity in complex biochemical solutions and interaction of proteins with other
molecules.
Seventy five percent of all the detectors used in HPLC systems are UV detectors [32].
Finding the best wavelength for each molecule is essential. For instance at wave lengths
between 215 and 230 nm conjugated double bonds are not showing a distinguished
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absorbance with UV detector and only esteric groups are absorbed. Table 2-4 shows the
major detector groups and their subgroups accompanied with limitations and selectivity
of each one. Table 2-5 introduces other methods besides UV absorbance method. UV
absorbance happens as a result of transition of electrons from one molecular orbital to
another. For instance n to σ. Aromatic samples (such as Benzene) absorb at or below
260 nm. Samples with double bonds such as olefins absorb at 215 nm.
Fluorescent detectors have about 100 times better limit of detection than absorption
detectors. They are considered as second most common detectors commercially used
(15%) [46], [47]. They are very selective due to the limited number of fluorescent proteins
and lipids. Methods mentioned in table 2-4 can also be used together. For instance
spectrophotometric detection methods are used as a post column detection system. The
content of a specific sample in the HPLC column can be monitored by applying a reaction
after the column. Different enzymes, lipids or proteins can be quantified by using the
proper reagents for the reaction.
Mass spectrometer can be used as HPLC detector. Mass spectrometer can define
chemical structure, formula and molecular weight in addition to quantifying the amount of
the protein present in the sample. These instruments are still very costly but they can
separate and quantify components of about 160 ng in a sample.
Evaporative light scattering detectors are also known as evaporative analyzers or
mass detectors. They are based on nebulization of the solute through a chamber which
has a light source. Detector response increases linearly with concentration inside small
droplets. The peaks can be modified by tuning the size distribution of droplets. Different
calibration curves are reported for the same chemical structure under different
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nebulization conditions and sample sizes [48]. They can be used for any solute which
does not evaporate before the light scattering chamber. Due to various noise parameters
their sensitivity is poor. As reported in this research the minimum amount of sample
needed for this experiment is sometimes less than its dynamic range. This means the
minimum amount which can form droplets for light scattering tube is lower than the
detectable amount by the detector.
Some of the parameters which are considered in selecting detectors are as follows
[44]:


Chemical and physical characteristics of samples



Potential interferences and noises



Cost



Compatibility with the system



Throughput or number of assays needed

Table 2-4 shows the limitations of each detector subgroup. Depending on the nature
of detection method it can be sensitive only to certain molecular structures. Table 2-5
shows the limit of detection and linear range of different detectors such as refractive index,
conductivity, light scattering, corona discharge, UV visible, photodiode array, fluorescent,
radioactivity electrochemical, interfacial tension (our purposed detection method) and
mass spectrometry.
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Table 2-4. Limitations and selectivity of major detector groups
Detector
Optical/Spectrophotometric

Sub group
Refractive index
detector
Ultraviolet detector

Selectivity
Lipids

Aromatic rings,
conjugated double bonds
Fluorescent detector Fluorescent molecules,
Fluorescent proteins and
lipids
Infrared
Non polar molecules
spectrophotometric
detector
Ketons, Esters,
Chlorinated and Aromatic
compounds

Evaporative/light scattering

Transport flame ionization

Monomer, dimer and
polymeric acids

Limitations
Temperature dependent
Misses some chemical
structures
Limited application

High back ground noise

Nonlinear signal with
concentration, No salts or
buffers can be used in the
solvent
Many disadvantages such
as interfering parameters
and non-reproducible
results

Table 2-5. Limit of detection and linear range of various detectors [32]
LOD
µg
High ng
High ng
Low ng
ng

Linear range
103
104
103
104
105

FL
Radioactivity
EC

Range of application
Universal
Selective
Universal
Universal
Selective/Universal at
low λ
Very selective
Selective
Very selective

pg
pg
Fg-pg

103-104
103-104
105

IFTD
MS

Very selective
Very selective

Fg-pg
Fg-pg

10-4
Up to 1015

RI
Conductivity
Light scattering
Corona discharge
UV/ VIS/PDA

Gas Chromatography
The concept of all chromatographic methods is similar. They are based on elution of
a sample through a stationary phase called column via a carrier phase, which is always
a neutral gas like nitrogen or Helium. Gas Chromatography or GC is used for analyzing
and identifying the compounds that can evaporate without decomposition. The sample
injected to the instrument passes the heating chamber to vaporize it. Usually proteins of
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secondary and tertiary structure denature with heat because of the disruption of hydrogen
bonds and weak intermolecular bonds, chemicals such as alcohols have similar effect
and they can cause denaturation of proteins which is irreversible. However, peptide
bonds (primary structure) are usually stronger and they don’t break with heat [49], [50].
Most of the protein studies using GC have focused on number of amino acids in the
protein structure [51]. GC detectors can produce signals which can be mass or
concentration dependent. The detectors used in gas chromatography are listed as bellow
[50]:


Thermal conductivity detector



Flame ionization detector



Electron capture detector



Nitrogen Phosphorous Detector



Atomic Emission Detector



Photoionization Detector



Flame Photometric Detector

UPLC
In recent years scientists have tried to improve HPLC units by modifying packing
materials, detectors and performance conditions. UPLC (Ultra performance liquid
chromatography) is based on the evolution of packing materials which causes better
separation with injection volumes less than 1μl. According to published articles by Waters
Corporation, UPLC has up to 8 times faster speed, up to 3.4 better sensitivity and better
resolution. UPLC system uses sub-µm particles and operates at higher pressures than
traditional HPLC.
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These changes lead to an improvement in sensitivity, resolution and frequency of
analysis. Figure 2-12 is a comparison between peaks for the same sample in UPLC and
HPLC. As reported in [52] the peak capacity (number of peaks per unit time) increases
about 2.5% in UPLC Vs. HPLC. Efficiency of LC systems is usually described using Van
Deemter equation which is an empirical relationship between flow rate and plate height.
Height equivalent to theoretical plates or HETP is a measurement for column efficiency.

Figure 2-12. Shows the difference in peak capacity in HPLC (top) Vs. UPLC (bottom)
graph [53]
Mass spectrometer (MS) detectors are used in UPLC systems causing improved
detection limits and sensitivity. Traditionally absorbance detectors are used in HPLC
systems and these detectors are sensitive to concentration and they have limitations of
Beer’s law.
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Figure 2-13 shows the history of HPLC systems since 1970. Size of packing materials
is decreasing while achieving uniform velocity and better HETP. UPLC systems have
minimum particle sizes.

Figure 2-13. Comparison of HETP in different LC systems [52]

Continuous Detection Methods in Microfluidics
Integration between upstream and downstream can lead to other possible analysis
or reactions. Microfluidic platforms are in favor of continuous, sensitive and portable
screening. A list of continuous flow separations are listed in Table 2-6.
Current continuous protein detection/fractionation methods monitor the existence or
lack of existence of a certain component/ substrate inside the samples. Recently,
multidimensional separation techniques have gained attention due to better fractionation
of proteins in a continuous mode. For instance they combine liquid chromatography and
mass spectroscopy to get better limit of detection [9], [54]
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Table 2-6. List of different continuous methods used in microfluidics [18]
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THEORY
In this chapter, we will discuss some of the concepts related to experimental results.
Our drop-based detection system relies on several fundamental phenomenon. When a
droplet is formed at a flow focusing junction, its size depends on the interfacial tension.
Hence, the first section discusses the concept of interfacial tension and related
parameters. There are several parameters having impact on interfacial tension such as
temperature and surfactants. Since protein molecules are also amphiphilic (like
surfactants) the effect of proteins on interfacial tension is further investigated.
Microfluidic devices are desirable for protein assays due to less sample preparation
time, high surface to volume ratio, less consumption of expensive reagents and minimum
analysis time [55]. In this research we will focus on droplet microfluidics because each
droplet can be considered as a micro container for dissolved materials such as protein
mixtures. To understand the physics of drop generation, the Laplace equation is driven
by a simple model of a droplet inside a channel. The Langmuir and Gibbs isotherms are
shown in the next section for better demonstration of protein adsorption on the interface
of water-oil. Dimensionless numbers are key concepts in fluid mechanics (both macro
and micro). In order to work in appropriate microfluidic flow rates we need to have a good
knowledge of dimensionless numbers and their changes. For instance, we need to work
at laminar flow zone (dimensionless numbers in proper range).
Next section describes the fabrication techniques and process of modifying
microfluidic chip surfaces. After that we move on to drop generation techniques and
common microfluidic chip geometries used for drop generation. Droplets can maintain a
well-defined structure for studying small amounts of protein secreted by cells in volumes
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of < pL [42], [56]. In the latter study, the activity of enzyme B-Galactosidase secreted by
entrapped cells inside droplets can be measured by fluorescent labeling. Measurement
of extracellular protein secretion has been used for amplification of DNA molecules [42],
[57]. For this measurement, the clonal amplified DNA in each separate droplet is analyzed
for enzymatic activity of certain proteins in order to verify the cloning efficiency.
Most reported protein detection methods for reading out the amount of protein inside
droplets are based on fluorescence labeling. These approaches are limited to certain
species and cannot be used for complicated mixtures such as blood serum. In fact
traditional fluorescence detection methods may lack the sensitivity to detect small
amounts of protein molecules [42], [58].
Fluid handling and delivery is one of the big questions in every microfluidic setup.
Some of the common methods for injecting fluids to the microfluidic chip include using
peristaltic pumps, syringe pumps, pressure regulators, and vacuum pumps [15], [59].
Some of these methods may encounter limitations such as non-uniform velocity profile or
pulses in the flow. For instance syringe pumps show repeated pulses in the flow which is
not in favor of our experiments. It has been proven that fluctuations made by syringe
pumps are the source of polydispersity in droplets [60]. In this section we summarized
two of the most common used methods syringe pumps and pressure regulators and
compared these two strategies.
At the end we discussed the chemical and physical properties of some of the carrier
phases. This chapter will offer a better view of the concept of experimental results in next
chapter.
Interfacial Tension
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An interface is the geometrical boundary around a certain object (this object can be
a droplet or plug). Ideally, an interface doesn’t have any thickness or roughness as shown
in Figure 3-1. Molecules in the interface always have interactions with neighbor molecules
of all sides as shown in Figure 3-2. These interactions can be Van der Waals forces for
nonpolar molecules and hydrogen bindings for polar molecules. Interactions between two
adjacent fluids (oil-water, water-air) can define the interface. Generally in equilibrium
conditions, atoms in the interface will have different energy level than the ones in the bulk.
The excess energy of atoms in the interface (also called interfacial excess energy) is
equal to surface stress, therefore, this energy is called surface tension [61], [62]. In simple
words surface tension defines how easy or difficult it is to extend a surface. If this surface
has very strong molecular forces (like water), then it is difficult to extend it and hence
surface tension is high.

Figure 3-1: Interaction of molecules at a liquid interface (from [63])
For instance, water molecules have strong attractive forces toward each other. The
two hydrogen molecules have positive net charge and they are strongly attracted to the
oxygen atom of the other water molecule. The net force for each molecule is zero in the
bulk; however, there is no upside force (pull) in the surface of water. This cohesive forces
cause the surface molecules to behave like a blanket attaching to each other and resisting
the external forces, therefore, a light object like a paper clip placed on the surface of pure
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water remains suspended. Surface tension, an ignorable (weak) force in macro scale,
gains a considerable attention in microscale [64]. This is because they scale as length
squared, whereas weight and other mass-based phenomena scale as length cubed [65].

Figure 3-2: Molecular forces in bulk and surface of water
In terms of energy, molecules tend to reduce their energy state. When a molecule is
in the bulk of water in contact with adjacent molecules it has the lowest possible energy.
However, when a molecule is alone it is in its highest energy level. In water droplets, it is
energetically favorable to have a smooth surface in addition to minimizing the surface
area. Any curvature in the surface will elevate the molecule’s energy level.
If each molecule has a total energy of U, in the bulk, a molecule in the interface will
have total energy of U/2. If δ is the dimension characteristic of a molecule then δ2 presents
the surface area of that molecule.
𝛾=

𝑈
𝛿2

(3-1)

Interfacial tension in the liquid-liquid interface (γ) can be defined as a linear force
(N.m-1) which forms a tensile skin holding the liquid inside. The other definition for
interfacial tension is as surface energy (J.m-2). This energy tries to minimize the surface
area and reduce the energy in the interface [66].
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When two immiscible surfaces face each other they tend to maintain the minimum
possible interfacial area. For any given volume, an enclosing surface with the minimum
area is a sphere. In the absence of gravitational forces, droplets in nature are usually in
this shape. However, inside a microfluidic chip, the drop shape is also affected by viscous
and pressure forces. This will be discussed in more detail later.
Temperature Effect on Surface Tension
Since we learned about the definition of surface tension in previous section here we
will discuss parameters having impact on surface tension. One of these parameters is
temperature. Surface tension can decrease to zero at a critical temperature Tc [63]. Figure
3-3 shows a demonstration of internal flows inside a droplet with temperature difference
on its surface. Equation (3-2) describes the effect of temperature on surface tension:
𝛾 = 𝛾0 (1 + 𝛽(𝑇 − 𝑇0 ))

(3-2)

Surface tension in a reference state is measured as (ɤ0, T0) and the linear change
with temperature can be defined using the above equation. If T is equal to Tc then ɤ=0:
𝛽=

1
(3-3)
𝑇0 − 𝑇𝐶

As mentioned before, surface tension can be considered as a force. Heating a spot
on the surface of a fluid decreases surface tension at that region. This phenomena,
referred to as the Marangoni Effect, can cause imbalance of surface tension forces and
create a flow from low surface tension areas to high surface tension areas. If this heating
is temporary, gradient of temperature will result in uniform surface tension around the
interface [63].
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Figure 3-3. Interface motion associated with regions of different temperature (from [63])
Surfactants Effect on Surface Tension
Another important factor which impacts the surface tension is the amount of
surfactant inside it. “Surface active agents” are called surfactants. Surfactants are usually
amphiphilic molecules with hydrophilic head groups and hydrophobic tails [67]. Due to
this chemical structure, it is energetically favorable for them to accumulate at the waterair or water-oil interface. Figure 3-4 shows a droplet with surfactants on its surface.
Surfactants have many applications in biological sciences [42], [68].

Figure 3-4. Schematic of surfactants on the surface of a water droplet (from [63])
Above a certain concentration called critical micelle concentration (CMC), surfactants
saturate the surface [69]. At concentrations above the CMC, excess surfactants group
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together in the bulk, forming micelles. A sample micelle of surfactants is shown in Figure
3-4. Above the CMC level, adding additional surfactant has minimal effect on surface
tension. At concentration less than CMC, there is a linear relationship between surface
tension

and

concentration.

This

phenomena

is

clearly

shown

in

Figure 3-5:
𝛾 = 𝛾0 (1 + 𝛽(𝐶 − 𝐶0 ))

(3-4)

Figure 3-5. Change in surface tension with different concentrations(from [63])
The term surface energy relates to the number of active sites on the surface of a
molecule. We can modify the surface energy of a liquid by adding polar or nonpolar
groups to its chemical structure. Also the difference in the molecules of the two phases
(for instance the oil and the surfactant) can cause a driving force for adsorption of
surfactants.
Various temperatures on the surface of droplet will cause internal flows in the droplet.
These movements are due to gradient in interfacial tension. This phenomena is true for
surfactants too. Nonhomogeneity of surfactants on the surface of droplets will cause
internal flows called Marangoni flows inside the droplet [70]. This is shown in Figure 3-6.
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Figure 3-6. Schematic of Marangoni convection due to difference in concentration (from
[63])
The Effect of Proteins on Interfacial Tension
After studying the effect of surfactants on surface tension, we are ready to investigate
the impact of protein molecules which behave similar to surfactants. Proteins are large
molecules with polar and nonpolar head groups. Depending on the number of polar and
nonpolar groups on their surface area they adsorb to different phases. Figure 3-7 shows
molecules of protein BSA adsorbed to the interface of water in oil droplet. They stick to
water side from their polar group and to oil side from their nonpolar tail[71].
Figure 3-8 shows the molecules of adsorbate (molecules which are being adsorbed)
and adsorbent (the surface which has empty sites of adsorbing the adsorbate).
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Figure 3-7. A droplet of water in oil. Molecules of BSA are adsorbed to water side from
their hydrophilic head and their hydrophobic head is facing the oil side.

Figure 3-8. Adsorption of proteins on the interface of a droplet (from[72])
The difference in the energy (µ) of molecules in the bulk and on the surface defines
the rate of adsorption. Interaction between adsorbate molecules B11, B22 and their
interaction with other molecules B12 is important as well. Previous researchers have
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identified these relations using molecular simulations. Here we will describe the
adsorption process only with Langmuir and Gibbs isotherms. Ulissi et al. [72] have
reported the detailed relations between molecular interactions and their energies.
Langmuir Isotherm
Adsorption of protein (A) onto the surface (S) is considered as a reversible reaction
on the surface of a droplet (Figure 3-9). This means surface concentration of protein
molecules is in equilibrium with the dissolved proteins inside the droplet.
𝜃=

𝐾[𝐴]
1 + 𝐾[𝐴]

(3-5)

K is the adsorption to desorption rate constant and Θ is the surface coverage of
protein molecules.
𝐾=

[𝐴𝑆]
𝑘𝑎
=
𝑘𝑑 [𝐴][𝑆]

(3-6)

𝑺

[𝑨]

Figure 3-9. Schematic of a droplet with proteins adsorbing to its surface
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The Langmuir isotherm has some limitations, for instance it is designed for adsorption
of molecules of an ideal gas on a solid surface. It considers only one layer of adsorption
and not multilayers [73]. This theory doesn’t deal with molecular interactions between the
adsorbate molecules themselves. No matter how week these interactions are, they exist
in experimental conditions. All of the adsorption sites are assumed to be equal which may
not be true for different materials [74].
Gibbs Isotherm
The Gibbs Isotherm defines the relationship between the changes in concentration of
a component with changes in surface tension. This isotherm is usually considered for a
binary system. Based on the following formula interfacial tension falls logarithmically with
protein concentration. In this equation Γ refers to the surface concentration of the protein
molecules. C is the concentration of component in the bulk. T is temperature and R is gas
constant.
𝑑𝛾
= −𝛤𝑅𝑇
𝑑(𝑙𝑛𝐶)

(3-7)

In other words Gibbs isotherm describes the relationship between chemical potential
of components present in the surface and the amount of surface tension of that material
[75]. Some components can increase the interfacial tension while others decrease it. For
instance inorganic salts generally increase the interfacial tension while surfactants
decrease it to a critical point and then they don’t show any effect. Generally alcohols
decrease the interfacial tension continuously. Carbohydrates such as sugar haven’t
shown any impact on the interfacial tension [69].
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Young- Laplace Equation: Pressure Difference Due to Interfacial tension
Young- Laplace equation relates the pressure difference across the interface of
binary phases such as oil and water to the shape of the surface and interfacial tension
between two phases. One of the applications of this equation is in pendent drop
experiments when we are measuring the interfacial tension between two phases. The
shape of the pendent drop is fitted to Laplace equation through a user interface and the
amount of interfacial tension is calculated. The same concept is used for calculating
contact angle [76].
The interfacial tension on the surface of a closed droplet results in a pressure
difference between the inside and outside of the drop. The relationship between the two
(Young- Laplace equation), can be driven from first principles. There are three types of
work associated with increase in volume: To model the work needed to expand a droplet
with radius of R to R+dR as shown in Figure 3-10:
The amount of work associated with volume increase is:
𝛿𝑤𝑖 = −𝑝0 𝑑𝑣0

(3-8)

dv0 is the increase in volume.
The work to pull out the external layer is:
𝛿𝑤𝑒 = −𝑝1 𝑑𝑣1

(3-9)

Where dv1 is equal to dv0. The work associated with increased interfacial area is [63]:
𝑑𝑤𝑠 = 𝛾𝑑𝐴

(3-10)

The sum of work is:
𝛿𝑤 = 𝛿𝑤𝑖 + 𝛿𝑤𝑒 + 𝛿𝑤𝑠 = 0

(3-11)
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Figure 3-10. Liquid drop which is immersed in another immiscible liquid increase in the
volume causes increase in surface area (from [63])
𝛿𝑃 = 𝑃1 − 𝑃0 =
𝛿𝑃 = 𝛾 [

2𝛾
𝑅

1
1
+ ]
𝑅1 𝑅2

(3-12)
(3-13)

For a cylindrical shape this equation will change due to infinite curvature of one
surface:
△𝑃 =

𝛾
𝑅

(3-14)

Laplace equation will be discussed further in next section.
Dimensionless Numbers
Dimensionless numbers are always associated with fundamentals of fluid mechanics.
They usually represent the ratio of one force to another. To maintain a certain flow
characteristics we need to maintain these dimensionless numbers inside a certain zone.
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Some of the important dimensionless numbers in microfluidics are Reynolds (Re),
Capillary (Ca), Weber (We) Marangoni (Ma) Peclet (Pe) and Bond (BO) number [77].
Re is the ratio of inertial forces to viscous forces. In microfluidic applications usually
this number is very small to maintain the laminar flow inside microfluidic chip.
𝑅𝑒 =

𝑉𝑅
𝜈

(3-15)

Where V is the average velocity of the fluid and R is the length of the channel. ν is
the kinematic viscosity of the fluid. Re number less than 2000 is considered as laminar
flow.
Ca is especially important in two phase flow microfluidics. It is the ratio of
viscous/elongation forces to surface tension forces.
𝐶𝑎 =

𝜇𝑉
𝛾

(3-16)

Where µ is the fluid viscosity (kg/m/s) and V is fluid velocity (m/s) and Ƴ is the
interfacial tension (N/m). It is possible to define two Ca numbers (for dispersed phase and
continuous phase). They are called internal and external Ca numbers. Usually the
external Ca is more dominant and it is used in calculations. When Ca is smaller than a
certain amount (0.01-0.1) interfacial/surface tension forces break the liquid into droplets
in order to minimize the interfacial area. This process is called “Rayleigh-Plateau
instability”[77].
The shape of droplets/plugs in microfluidic channel is determined by the balance of
surface tension forces and viscous forces, described by Ca. As shown in figure 3-11, for
a plug moving with velocity of V inside a channel there are two important angles:
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advancing (front) and receding (back) angles which are defining the menisci of plug. This
menisci usually has spherical shape. When a drop of liquid is in contact with a solid
surface dynamic contact angle shows the significance of these forces [78].
Chip geometry, ratio of continuous to dispersed phase and viscosity of the two fluids
are important in this case [79]. Usually in an identical confined T junction with the ratio of
1/1 continuous and dispersed phase droplets tend to choose the plug shape in
microfluidic chip as Figure 3-11 shows. According to Young Laplace equation, the
difference in pressure of a plug is related to the radius of its curvatures. Greater
curvatures in the plug are the result of imbalance between internal and external surface
energy forces [79], [66].

Since R2<R1

𝑃0 − 𝑃1 =

𝛾
𝑅1

(3-17)

𝑃0 − 𝑃2 =

𝛾
𝑅2

(3-18)

P1>P2

Figure 3-11. Schematic of a plug inside a channel
Therefore this system is imbalanced and plug will move from high pressure to low
pressure. In a cylindrical tube with radius R, the pressure drop for a plug (along the plug)
with length L is defined with Washburn’s law [78]:
𝛥𝑃 =

8𝜇𝑈𝐿
𝑅2

(3-19)
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𝐹𝑑𝑟𝑎𝑔 = 𝛥𝑃𝜋𝑅 2 ≈ 𝜇𝑈𝐿

(3-20)

Ca force can be driven as
𝐹𝐶𝑎 ≈ 𝛾𝑅
𝐹𝑑𝑟𝑎𝑔 𝜇𝑈𝐿
𝐿
≈
≈ 𝐶𝑎
𝐹𝐶𝑎
𝛾𝑅
𝑅

(3-21)
(3-22)

The ratio of inertial forces to surface tension forces is described by Weber number. It
is possible to predict deformation of drops using We number [77]:
𝜌𝑉 2 𝑅
𝑊𝑒 =
𝛾

(3-23)

Pe number is very important when we have diffusion in the microfluidic channel
because it represents the ratio of convective forces to diffusive forces [80], [81].
𝑃𝑒 =

𝐿𝑈
𝐷

(3-24)

Where L is the characteristic length, U is the velocity of the fluid and D is the diffusion
coefficient. If diffusive forces are high enough then diffusion will be the dominant
mechanism and Pe<1.
When droplets have a strong surface tension they maintain a rigid object with a
convex interface. Decrease in surface tension will cause depression on the back of the
plug and this depression waves will continue progressively, until the shape of plug is
totally disturbed. At this point plug generation will become impossible.
Usually gravitational forces are not very significant in microfluidics (due to small
channel sizes). However, bond number introduces the ratio of surface tension forces to
gravitational forces. It is clear that very high Bo numbers show that system is not affected
by surface tension forces.
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∆𝜌𝑔𝑅 2
𝐵𝑜 =
𝛾𝑖

(3-25)

Where ∆𝜌 is the density difference between the two fluids, g is the gravitational
constant, R is the dimension characteristic of the fluid, and ɣ is the interfacial tension.
The significance of convective forces inside a droplet is determined by the Marangoni
Number Ma. A gradient of interfacial tension forces can cause convective motion inside
droplet even when droplet is not moving. These interfacial forces include gradient of
interfacial tension, gradient of heat in the interface or gradient of concentration. These
are described by Ma:
𝑀𝑎 =

∆𝛾𝑅
𝜌𝜗𝛼

(3-26)
𝛽

In the above formula ∆𝛾 represents the gradient of interfacial tension 𝛾 = 𝛾0 (1 + 𝑇 ),
𝛽 = 1/𝑇𝐶 , R is the length of droplet (m), α is the diffusivity constant (m2/s), ρ is density
and ϑ is the kinematic viscosity (m2/s) [77].
The interfacial tension of an oil-water interface is inversely related to protein
concentration. Globular proteins such as bovine serum albumin (BSA) adsorb to the
interface, reducing its interfacial tension [42]. This reduction in the interfacial tension in
the surface of the droplet will cause the droplet to deform to its lower energy shape. To
measure the changes in interfacial tension, we utilize a flow focusing droplet generator
coupled to the HPLC column. The size of droplets produced in the drop generator, is
highly sensitive to interfacial tension. Prior to the microfluidic chip the blood serum is
fractionated into protein using SEC column. As a result, the size and shape of the
generated drops changes as proteins elute from the HPLC.
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Fabrication of Microfluidic Drop Generators
In this section we will talk about fabrication process for microfluidic chips. After
fabrication, surface modification may be essential depending on the application.
The most promising materials for microfluidic devices are polymers. They are
compatible with most replication processes such as injection molding, casting and laser
micromachining. Since the original objective of microfluidics is high throughput screening,
so the polymer should be optically clear for screening purposes.
Polydimethyle siloxane (PDMS) is a flexible, clear, gas permeable polymer which is
used in all our experiments. No visible swelling has observed for PDMS however it has
shown very low swelling with alcohols and some salts [82]. Replica molding is used very
often for creating microfluidic chips. A thin layer of photosensitive material (photoresist)
is spin coated on a silicon wafer. A photomask (transparent glass which is patterned with
opaque regions) is placed over this photoresist. The photomask exposes some regions
to high intensity UV light while protecting other regions. The UV exposed regions dissolve
in developer solution and create a micro pattern etched on the photoresist. Liquid polymer
in contact with this micro pattern will have the complementary pattern to the etched
surface. This technique is called replica molding [83]. Figure 3-12 shows the process of
fabrication.
Oxygen plasma or Corona treatment is used for their surface treatment before
bonding; however, oxygen plasma increases the hydrophilicity of the surface. Depending
on the experimental requirements, another step for surface treatment is needed after
bonding the two layers. This step is discussed in next section.
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Figure 3-12. a) The process of replica molding for making PDMS stamps. These PDMS
stamps can be bounded to a plain PDMS layer or glass. b) A single channel with two
inlets and one outlet is made by PDMS. A photograph of a two channel PDMS chip is
shown(from [83])
In order to prevent droplets from attaching to PDMS surface certain modification steps
are necessary. Sailanization is used to cause hydrophobic characteristics to the walls of
microfluidic channel. A monolayer of silane is grafted on the surface of the PDMS. First
the surface is wetted with water to produce Si-OH bonds and in next step it is silanized to
produce Si-O-Si bonds. Figure 3-13 shows a schematic of silanization process, there are
different silanization protocols available [84]; however, the schematic shown in this figure
3-13 shows the process of grafting PDMS surface with a thin layer of FDTS
(PerFluoroDecylTricloro-Silane CF3(CF2)7(CH2) 2-SiCB) at 35 oC in a vacuum chamber.
Si-O-Si bonds are very flexible and heating will help their formation as well. Heating the
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microchips for 4 hours after treating with corona bonder (plasma) can also recover
hydrophobicity.

Figure 3-13. Schematic of gaseous silanization process A. Hydrophilic surface after
treating with plasma B. step 1 in silanization reaction. When the surface of pdms is
treated with FDTS Si bonds to OH groups C. over time Si-O-Si groups are formed.
These groups will make the surface hydrophobic.
Theory of Droplet Generators
After studying the fabrication process, we will discuss different drop generation
techniques and geometries in this section. In general, drop generation happens when two
immiscible fluids flowing in separate channels meet each other at a junction and build a
finger or jet. The droplet size is determined by a number of factors, including the geometry
of the junction, interfacial tension of the fluids, flow rate ratio and viscosity.
The two immiscible fluids are driven at constant flow or constant pressure. In the
former case, syringe pumps have been used very often for maintaining a fixed flow rate
in the channel inlets. The pressure of inlet channels can be also controlled via a pressure
source (regulator). In single phase microfluidic systems, it can be assumed that at low Re
numbers pressure gradient and flow rate are related to each other linearly. However, due
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to the influence of interfacial tension there are significant differences in drop formation
process in multiphase flow [85], [86].
There are three main approaches for drop generation as stated in [66],[87]. Generally
droplet break up is the competition between two major forces: local fluid stresses, which
cause deformation of the interface, and interfacial forces which resist this deformation
(higher interfacial tension means higher resistance):


Coflowing systems



Cross flowing systems



Elongational flows

Figure 3-14. Schematic of different drop generation approaches a) coflowing systems b)
cross flowing in a T junctionc) Elongational flow in a flow focusing channel (from [80])
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As stated by Christopher and Anna [88] in cross flowing systems if the width of oil
and water channels are the same they are considered as confined channels and if water
channel is less than one fifth of the oil channel they are called unconfined channels.
Flow Driven Versus Pressure Driven Systems
In this section we will do a comparison between two main drop generation systems,
flow driven and pressure driven. This information is necessary for analyzing experiments
in the next chapter.
In our experiments we have investigated the size, shape, frequency and velocity of
drop formation (by tracking the center of mass in each droplet using DMV software [89])
by varying the dispersed to continuous pressure ratios. These experiments are performed
with various continuous phases with different viscosities, refractive indexes and chemical
properties.
Previous research [90] has explored the impact of dispersed to continuous phase
pressure and flow rate ratio in flow focusing channels. In flow rate controlled system, oil
flow rate is constant and water flow rate is varying. In pressure controlled system oil
pressure is constant while water pressure is varying. Increasing flow rate up to ten orders
of magnitude causes drop size increases slightly (only 1.5) orders of magnitude, while
increases pressure (slightly) causes significant change in drop size.
Pressure driven flow has a strong dependence to geometry of the channel since the
minimum drop size is the same as the size of cross junction (or orifice) where oil and
water phases meet each other. Ward et al., have suggested that in pressure driven flows
the main resistance for drop generation comes from surface tension and not viscous
forces [90].
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Experimental study of the production of micrometer-sized droplets in a flow-focusing
geometry shows there are two distinct methods of flow control: (i) control of the flow rates
of the two phases and (ii) control of the inlet pressures of the two phases. In each type of
experiment, the drop size l, velocity U and production frequency f are measured and
compared as either functions of the flow-rate ratio or the inlet pressure ratio. The minimum
drop size in each experiment is on the order of the flow focusing channel width. The
variation in drop size as the flow control parameters are varied is significantly different
between the flow-rate and inlet pressure controlled experiments [62].
Figure 3-15 shows the 3 steps in drop formation. The first step is Nucleation when a
curved surface of dispersed phase is formed at the end of water channel. At this point,
𝛾

pressures of oil and water are related to the amount of interfacial tension (𝑃𝑊 − 𝑃𝑂 = 2𝑅
where PW is the pressure of water inside the curved surface, PO is the pressure of oil
which is outside the curved surface, ɤ is the interfacial tension at the surface and R is the
radius of the curved surface). In this step, pressure inside the droplet is larger than the
pressure outside the droplet. This will lead to the second step which is called expansion
and at this stage the dispersed phase expands more into the middle of the junction.
Pressure inside the dispersed phase will cause more expansion and as a result more
elongation and eventually droplet pinch off happens. During the third step elongation of
the drop will cause concave surfaces on both sides of the elongated drop. Inside these
concave surfaces pressure of water is less than pressure of oil. If the oil pressure is high
enough it can pinch off the droplet.
Figure 3-16 shows different steps in drop formation in a T shaped microchannel
versus time. Wang et al. have recorded drop generation in four different time steps. Their
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model is very similar to our model; however, we have considered the first two steps as
one [91].
Figure 3-17 is a general comparison between flow driven system and pressure driven
system. In a typical pressure-driven junction, a 10% increase in dispersed phase pressure
(water) causes a 4 fold increase in plug size. By comparison, in a flow-driven junction,
increasing the dispersed phase flow by a factor of 10 will only cause <30% increase in
plug size.

Figure 3-15. Schematic of 3 steps in drop formation.
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Figure 3-16. Drop formation process in a T shaped channel (from [91])

Figure 3-17. Flow rate controlled system versus pressure controlled system (from [90])
Graph in Figure 3-18 shows the dimensionless droplet length (length divided by the
width of orifice) versus the ratio of water flow to oil pressure (water flow rate to oil in Figure
3-19). In this research [90], they have also investigated the frequency and velocity profiles
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versus flow rate or pressure ratios. The changes in drop size by changing the pressure is
much sharper than flow rate. These figures confirm the fact that pressure variation have
a strong impact on droplet size.

Figure 3-18. Dimensionless drop length versus pressure ratio(from [90])
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Figure 3-19. Dimensionless drop length versus flow rate ratio (from [90])
Drop velocity increases in a linear manner with the water flow rate. In pressure driven
flow droplets cannot be generated below a certain minimum pressure ratio. Below this
critical pressure ratio the dispersed phase is not able to diffuse into continuous phase and
a static flow condition is observed in which a static spherical cap of dispersed phase is
formed. The velocity difference between two phases is proportional to small powers of
external phase Ca number (Ca1/3) at small ranges of Ca number[90]. In our applications
Ca number is 0.01-0.1. This phenomena shows the significance of interfacial forces. For
estimating the size of droplet in a pressure driven flow, Thorsen et al., have suggested
the following equation [92]. Equating Laplace pressure with shear force:
𝑟≈

𝜎
𝜇𝜀

(3-27)
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Here r is the droplet radius, σ is the interfacial tension between two phases, µ is the
viscosity of continuous phase and ε is the shear rate. Figure 3-20 shows the droplet
diameters versus oil and water pressures.

Figure 3-20. Droplet diameter vs. water pressure at three different oil pressures. The
filled markers are experimental data and the unfilled markers refer to predicted data by
following equation (from [90])
Ward et al., have suggested a microscopic force balance at the interface of oil-water [90].
∆𝑃 + 𝜏 = 𝐶𝑎−1 𝜅

(3-28)

∆𝑃 is the difference between dispersed and continuous phase pressures, 𝜏 is the viscous
stress and 𝜅 is the mean curvature at the interface. When the droplet is forming at the
cross section area the mean curvature will decrease until the pressure of outer fluid and
viscous forces break the drop.
After certain pressure, size of droplets is not dependent to pressure any more.
Velocity tends to be constant at this point too. The experimental results agree with
literature reports. This will be discussed in next chapter.
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Impact of Interfacial Tension on Drop Formation
Interfacial tension is an important physical characteristic which impacts Ca number
and drop formation process. Previous researchers [91] have reported that different
concentrations of surfactant (Figure 3-22) can cause variation in size of droplets in a T
junction channel. They have conducted these experiments in a microfluidic chip with a
needle for dispersed phase. Dispersed and continuous phases are injected using syringe
pumps (Figure 3-21).

Figure 3-21. System set up for studying the dynamic interfacial tension (from[91])

Figure 3-22. Different concentrations of surfactant inside a droplet (from [91])
Surfactants can be transported either by advection of flow or by molecular diffusion.
This can happen either in the bulk or in the surface of the droplet. In addition to their
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transport, their partition coefficient (bulk and surface concentrations of the surfactant in
the equilibrium condition) and rates of adsorption or desorption of surfactant in the
interface (chemical kinetics) are some of the physico-chemical properties which
characterize different surfactants. Interfacial tension has a nonlinear relation with the
concentration of surfactant in the fluid interface. This is usually described by Langmuir
model [66]. The process of adsorption of surfactant to the surface of droplet can be
described in three steps. [63].
1. Convection and diffusion of surfactant molecules from the bulk to the surface. This
layer is also called the subsurface and it has a thickness equal to one surfactant
molecule.
2. Surfactant molecules will then self-assemble themselves from sublayer to the
interface.
3. The gradient in the concentration of micelles and molecules will cause disaggregation
of micelles inside the bulk of droplet.
The process of surfactant absorption happens simultaneously with drop formation.
The relative adsorption rate of surfactant is dependent to the expansion time of the
droplet. Short expansion time will prevent adsorption of the surfactant to the surface of
droplet. Besides expansion time, dispersed phase velocity (flow rate) plays a key role in
the mass transfer phenomena. Higher flow rates may still maintain the flow in the laminar
flow zone but rupturing the dispersed phase will prevent proper mass transfer in the
interface.
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Proteins
Proteins used in the experimental work include BSA, Uridine, blood plasma,
Thyroglobulin, Galectin and PGF (shown in Table 3-1). Researchers have used affinity
labeling in order to identify the long chain fatty acid binding sites of BSA. Albumin is able
to carry 0.5-2 moles of fatty acid/mole of albumin. The binding is characterized as
heterogeneous binding which involves various sites with different affinities. The major
fatty acid binding site of albumin is located at the half of molecule adjacent to COOH
terminal. Long chain fatty acids bind to the hydrophobic core of the albumin with their tail
and their hydroxyl head will be exposed and able to interact with polar surface [93].
Table 3-1. Properties of the proteins used in the experiments
BSA
Uridine

A single chain poly peptide. Average mass: 66.5 KDa
Chemical formula: C9H12N2O6. Average mass: 244.201 Da

Blood plasma

55% of the total volume of blood is plasma
90% of plasma is water and the rest of it is composed of proteins and lipids. Blood
plasma powder is from sigma and it contains following proteins. Prealbumin, Albumin,
Retinol binding protein, Galactoglycoprotein, α-Globulins, Β-Globulins, Low molecular
weight proteins, Coagulation proteins and Immunoglobulins.

Thyroglobulin
Galectin

Dimeric protein chain. Average mass: 660-690KDa
Human galectin also called LGAL-14. Released in placental tissue. Average
molecular mass: 16 KDa
Placental growth factor, Consists of immunoglobulin like domains in its extracellular
portion. Average mass: 32KDa

PGF

Carrier Phases
To understand the impact of interfacial tension on drop formation process we need to
study the chemistry of two phases. Polar and nonpolar groups in the carrier phase can
interact with proteins and result in different adsorption profiles on the interface.
Partitioning coefficient of proteins varies in different carrier phases. This can result in
better adsorption of proteins on droplet surface. Here we discuss chemical and physical
properties of different carrier phases. Table 3-2 shows properties of different carrier
phases. We have used oleic acid, Octanol, Hexadecane and FC40 as carrier phases.
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The famous guide “like dissolves like” is a good representation for this topic.
Intermolecular forces between two spices with similar chemistry causes smaller
endothermic enthalpy of the solution than molecules with different chemistry. When the
process of dissolution happens the system shifts to lower endothermic enthalpy. In
addition to activity of a substance, solubility also depends on the fugacity of the pure solid.
Escaping tendency of a substance is known as its fugacity. Fugacity is a function of vapor
pressure in pure liquids and solids. Fugacity of the ideal gasses is the same as their
pressure.
In the equilibrium state the fugacity of the pure solid should be equal to the fugacity
of the solute in liquid solution.
f(pure solid)=f(solute in the liquid solution), f(pure solid)=𝛾xf0
X is the mole fraction of the solute in the solvent, γ is the activity coefficient of the liquid
phase and f is the fugacity. So
𝑓=

𝑓(𝑝𝑢𝑟𝑒 𝑠𝑜𝑙𝑖𝑑)
𝛾𝑓0

(3-29)

This equation shows that solubility depends on both activity coefficient and fugacity [73].
We have tested various oils to see the impact of oil selection on this experiment.
Alkanes such as Hexadecane didn’t show successful results. Tested proteins didn’t show
any IFT change when they were used with Alkane carrier phase. One of the probable
reasons for this phenomena is the fact that alkanes are lacking the COOH group in their
structure. Previous researchers have shown that long-chain hydrocarbons which didn’t
contain carboxyl group were only bounded to BSA very weakly and to a small extent [94].
For choosing the appropriate oil we have to consider critical parameters such as
miscibility in water, interfacial tension and refractive index.
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Table 3-2. Chemical and physical properties of different carrier phases
Oleic acid

Octanol

Hexadecane

Fc-40

Chemical formula
Density
Molar mass
Boiling point
IFT(with water)
Log (P) (with water)
Refractive index
Viscosity
Chemical formula
Density
Molar mass
Boiling point
IFT(with water)
Log (P) (with water)
Refractive index
Viscosity
Chemical formula
Density
Molar mass
Boiling point
IFT(with water)
Log (P) (with water)
Refractive index
Viscosity
Chemical formula
Density
Molar mass
Boiling point
IFT(with water)
Log (P) (with water)
Refractive index
Viscosity

C18H34O2
895.00 kg/m³
282.4614 g/mol
680°F (360°C)
15.59 (dyn/cm)
7.64
1.459
0.04 (Pa.S)
C8H18O
824 kg/m³
130.23 g/mol
383 F (195°C)
8.52 (dyn/cm)
3
1.429
7.65e-3 (Pa.S)
C16H34
770.00 kg/m³
226.44 g/mol
549 F (287°C)
53.3 dyn/cm
8.859
1.434
3.03e-3 (Pa.S)
1855 kg/m3
650
329 F (165 oC)
52.06 dyn/cm
11.2
1.290
0.0041(Pa.S)
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EXPERIMENTAL RESULTS
In previous chapter, we reviewed the fundamentals of drop generation and different
drop generation techniques. In this chapter we present experimental results.
We begin with measurements of interfacial tension (IFT) vs. protein concentration for
proteins in various continuous phases. IFT is measured using the pendant drop method,
and IFT is calculated using the Young-Laplace equation which is already discussed in
chapter 3.
The next set of experimental results illustrate the operation of a pressure driven
droplet generator. These initial experiments focus on flow regimes where droplets are
generated. The pressure control system for drop generation is discussed next. We have
used pressure driven flow for most of our experiments. We can define the size of droplet
by tuning the pressures of dispersed and continuous phases. We developed two variants
of the pressure-controlled system: an open loop version with fixed pressure, and a
feedback control system which can perform closed loop drop size control using image
feedback.
Next, we demonstrate droplet generation with various proteins and carrier phases,
showing variations in droplet size. In some cases, proteins inside droplets behave similar
to surfactants and they decrease the interfacial tension between the two phases. This will
decrease the size of droplets. However, this theory is not true for all carrier phases. As
discussed in previous chapter, the partitioning coefficient of proteins inside the carrier
phase has a key role in adsorption of proteins to the interface. Our method is compared
with other detection methods at the end.

69

In the next section we introduce our protein detection system as an inline detector for
HPLC. We connect the drop generator system to the outlet of HPLC, and monitor droplet
size chromatograms. Different chromatography techniques are discussed in first chapter.
Results show a better limit of detection (40% more signal) in our drop generator in
comparison to the conventional HPLC system.
Pendant Drop Experiment
Pendant drop experiments are used to measure interfacial tension of proteins in
various carrier oils.

These measurements are used throughout the remaining

experiments. In order to generate droplets, we need to maintain Ca number in a certain
range (0.01<Ca<0.1), otherwise jetting will occur at very high Ca numbers or we will have
no drop formation at low Ca numbers. For calculating Ca we must know the interfacial
tension between two fluids. Figure 4-1 shows the system set up of the pendent drop
experiment set up in our lab.
This system must be very stable since even a small movement can cause errors in
the calculations. For this purpose, a syringe holder is designed using AutoCAD 2015 and
3D printed that (Figure 4-2). A plastic cuvette is placed on a stage which can move in
three dimensions (X,Y and Z) for adjusting focal point of the camera. This cuvette holds
the denser fluid. A typical 10 ml syringe with a 30 gauge needle is prefilled with a lighter
fluid to produce a 3 µL pendant drop immersed inside the cuvette. The shape of the
droplet is imaged with a horizontally arranged microscope and camera. The IFT is
calculated by fitting a numerical solution for Young-Laplace equation to the digital profile
of the hanging drop [95].
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Figure 4-1. Pendent drop experiment set up

Figure 4-2. 3D design for syringe holder in pendent drop experiment
Figure 4-3 shows interfacial tension profile versus different concentrations of
surfactant (Krytox, DuPont). Since different surfactant molecules have different chemical
and physical characteristics, changing surfactants can lead to major impacts in drop
generation process. CMC point happens at about 5% V/V of surfactant where we can see
a very sharp reduction in interfacial tension. After this point the slope reduces much
slower (25 degrees or less at higher concentrations). Eventually this slope will be zero
after 75% V/V of surfactant in FC-40.

71

Figure 4-3. Schematic of surfactants on the surface of a water droplet
In our studies, we found that alcohols can decrease IFT of the two phases (water-oil)
progressively, unlike surfactants which can impact IFT primarily below the critical micelle
concentration (CMC). Figure 4-4 shows the effect of different percentages of alcohol on
IFT. Increasing the alcohol percentage will cause decrease in IFT. This is something that
must be considered when performing gradient solutions in HPLC, as it would lead to
baseline shifts in droplet size.

Figure 4-4. Different percentages of methanol in water with FC-40 and 2% surfactant
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Methanol has the similar effect on water-Oleic acid droplets. We observed that after
certain percentage (40% V/V Methanol in water) the two phases (oil and water) are
completely miscible and generating droplets is impossible (Figure 4-5).

Figure 4-5. Different percentages of methanol in water with Oleic acid
As mentioned in the previous chapter, some proteins behave similar to surfactants
since they have both hydrophilic and hydrophobic heads. However, other proteins do not
have this structure, and consequently there is no considerable change in IFT versus
concentration of protein. For instance, different concentrations of uridine dissolved in
water didn’t show any change of IFT from 0 to 4.01 mM of protein (with oleic acid). This
may be because of the fact that Uridine is totally hydrophilic, soluble in water and the total
charge of this protein is zero [96]. This will prevent the protein from migrating to the
interface and interacting with oil. Chemical structure and physical properties of all 6
proteins are reported in Table 3-1. The same experiment was performed for other proteins
such as BSA and Thyroglobulin, we observed expected changes in IFT versus the
changes in protein concentration. Figure 4-6 shows changes in IFT for BSA and
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Thyroglobulin. Also different carrier phases may cause different results. For instance, no
change was observed in IFT when we used same proteins with hexadecane. Considering
the chemical structure of Hexadecane (Table 3-2), this hydrocarbon is nonpolar and
includes 18 carbon atoms. This heavy and nonpolar structure of hexadecane prevents it
from bonding to BSA. Change in interfacial tension of BSA solutions in oleic acid is due
to binding fatty acids (oleic acid) to BSA [94], [97].

Figure 4-6. Effect of different concentrations of protein on IFT
The pendant drop experiments have therefore shown that protein concentration
decreases IFT. This experiment motivated us to investigate if the similar phenomena
happens inside the microfluidic chip, which is covered later in this chapter. For this
purpose we performed experiments to show the drop formation zone using pressure
driven flow.
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Figure 4-7 shows IFT change with different concentrations of blood plasma. Blood
plasma contains globulins and albumins (globular proteins) which is why it can impact
IFT.

Figure 4-7. Effect of different concentrations of blood plasma on IFT
Figure 4-8 shows the impact of human galectin (LGAL 14) on IFT. We also tried
another protein (PGF), a biomarker for miscarriage in pregnant women, and it didn’t show
any IFT change at different concentrations. Figure 4-9 shows the IFT change at different
concentrations of PGF. In women with early pregnancy, loss these two proteins are
shown to have reduced amounts in comparison to control group [6]. Results show a good
sensitivity starting at about 50 pg/ml of protein. This result is very promising because we
are able to track small amounts of protein using IFT change.
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Figure 4-8. Effect of different concentrations of protein LGAL- 14 on IFT (water in oleic
acid)

Figure 4-9. Effect of different concentrations of protein PGF on IFT (water in oleic acid)
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HPLC Pump Calibration
In this section drop generation using pressure driven flow is investigated. As
mentioned in theory section, physics of drop generation is different in pressure driven vs.
a flow driven system. Since we are combining a flow driven system (HPLC) with a
pressure driven system, we need to confirm the linear behavior of the HPLC pump. We
designed the following (Figure 4-10) experiment to check the pump performance. We
have measured the number of drops in 5 minutes versus flow rate of the pump. For this
purpose, we manually counted the number of drops dispensed from a peek tubing
(ID=500 μm) at the outlet of the pump.

Figure 4-10. HPLC pump calibration with different flow rates
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Drop Generation
The next set of experiments investigated droplet generation in a cross junction
microfluidic chip with 100 µm width and 100µm height (Figure 4-11). The goal is to
determine under the range of oil and water pressures which are proper for stable drop
generation.

Figure 4-11Microfluidic chip design and dimensions
Figure 4-12 shows experimental setup including pressure regulators which are
responsible for input pressure of oil and water to the microfluidic chip. Using a LabVIEW
program (developed in our lab) it is possible to control the amount of pressure on each
pressure regulator.

Figure 4-12. Pressure regulators used for oil and water input
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Figure 4-13 shows the block diagram for the labview program we used for controling
the pressure regulators. Using a power supply and a National instrument BNC 2120 input
voltage is converted to pressure and the result is continuously graphed in the output
charts.

Figure 4-13. Schematic of the block diagram used for controlling pressure regulators
Figure 4-14 shows the drop generation zone at different water to oil ratios. The
maximum and minimum pressure ratios for drop generation vary from low to high
pressure ranges. At higher pressure ranges this ratio can go as low as 0.5 while at lower
oil pressures there will be no drop generation at this ratio. This is because Ca number
changes with the velocity of droplet.
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Figure 4-14. The drop generation zone considering the water/oil pressure ratio
Using the constant pressure in oil phase and tuning the water pressure, we are able
to track the changes in droplet velocity, major axis length, area and shape eccentricity.
We have performed this experiment in a range of different pressures from 1-6 psi (Ca=
0.004-0.014). Results show that jetting regime occurs above pressure 5 Psi, where no
droplets are formed. Pressures 1-5 Psi exhibit the dripping regime in which droplet size
is highly dependent on the geometry of the channel. At low pressures, when we are still
in dripping regime (Ca<0.01) by applying the constant oil pressure of 2 psi and water
pressure=1.6 Psi, velocity decreases by increase in the length of the plugs. However,
when Ca>0.01, the plug velocity is independent of the length of plugs.
These results can be explained by considering the fact that in dripping regime, plugs
(drops) block the whole channel before break up and this can cause fluctuations in the
pressure downstream the channel. At higher pressures (higher Ca numbers) plugs
(drops) can only block a portion of the channel and this will cause a uniform pressure
range upstream and downstream the channel. This uniformity is the reason for constant
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velocity while water pressure is changing with a saw tooth wave. Understanding different
flow regimes can lead to getting benefit of some key parameters such as interfacial
tension in modifying droplet size.
System is less sensitive to interfacial tension between oil/water at higher pressures.
This can be due to higher Ca number in which the inertial forces compensate the effect
of interfacial forces. The range of drop generation area is also much wider at higher
pressures in comparison to lower pressures. This means the system is more flexible to
changes in pressure at higher pressures. In other words, increase in viscous forces can
mask the effect of interfacial forces at higher pressures.
Table 4-1 shows the size of generated plugs versus water and oil pressures and their
ratios. Decreasing water to oil ratio will cause decrease in the size of plugs. Higher
pressure ratios will cause smaller plugs. This table shows that the size of droplets can
change almost 7X when the pressure is tuned from about 1 psi to 5 psi. Also frequency
and velocity increases at higher pressures (images in table 4-1).
Table 4-1. Experimental results for change in drop size versus pressure ratio
Water
(PSI)

Oil
(PSI)

Ratio

0.9

1

0.9

1.6

2

0.8

3

4

0.75

3.4

5

0.68

Drop
size
(μm)
707.82
73
243.87
24

Velocity
(μm/S)

Image of one frame

1.6E04
1.74E04

207.14 2.64E4
23
165.63 4.56E4
75

In each pressure level, drop generation zone is shown (figure 4-6), below this zone no
drop is generated and above this zone instable drop formation (in which droplets form in
the middle of the channel) or jetting flow happens and droplet size becomes
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unpredictable. As reported in previous research [90] drop generation zone is narrower in
pressure driven flow than flow rate driven systems. Increase in velocity will cause
decrease in Ca number and droplets tend to produce spherical ends at higher Ca
numbers. Drop Generation Control System
We have developed a control system for our pressure regulators using LabVIEW.
This control system is able to perform both in closed loop and open loop operations. Our
closed loop drop generator is based on a pressure-driven flow focusing junction. Previous
reports (as discussed in theory section [90]) show that in pressure-driven generators,
contrary to the flow-driven systems, the plug length has a stronger dependence on the
water/oil pressure ratio. In pressure-driven system respond time is within 100
milliseconds, compared to >2min with a syringe pump. When used in a closed loop
system, a pressure-driven junction can provide both a larger tuning range as well as a
faster tuning time[98], [90].
The closed loop drop generation system (Figure 4-15) utilizes morphometric image
feedback to detect plug length in real time and dynamically tunes a pressure-controlled
drop generator. We previously reported Droplet Morphometry and Velocimetry (DMV), a
software algorithm for tracking drop sizes in digital videos [89]. In this work, we developed
a real-time version of the software which can be used for feedback control. A machinevision CMOS camera acquires images from an inverted microscope and sends the
images via FireWire to the real-time DMV software. The software measures the plug
length and compares it to the desired plug length (set point). The difference is fed to a
proportional/integral/derivative (PID) controller which tunes the water pressure while
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keeping the oil pressure constant. The tuning process continues until the measured and
desired plug lengths are equal.

Figure 4-15. Schematic of the closed loop drop generation system
The microfluidic drop generator component consists of a confined cross junction
microfluidic chip with 100 μm width. The chip is fabricated with polydimethylsiloxane
(PDMS) using soft lithography. Two electronic pressure regulators (SMC ITV2011) control
pressurized vials for injecting water and oil into the microfluidic chip. The oil syringe is
maintained at a fixed pressure, while the feedback loop dynamically tunes the water
pressure. Teflon microtubing with 500 μm ID is used to connect the syringes of water and
oil to the microfluidic chip. The dispersed phase is deionized water and the continuous
phase is a fluorinated phase (FC-40, 3M). The plug length and other characteristics are
imaged in real time using a FireWire CMOS camera (Allied Vision Technologies Marlin F131B) and measured using DMV as described in reference [89].
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The open-loop system exhibits a nonlinear response which is difficult to calibrate,
whereas the closed-loop system precisely provides the desired plug length with <5%
polydispersity.
Open Loop Characterization
In the open loop system (Figure 4-16 A), the water pressure (PW) is controlled
manually by providing a voltage to the pressure regulator. This system is inherently
nonlinear due to the flow focusing junction, which has a nonlinear relation between plug
length and pressure ratio (Figure 4-16B). As shown in this graph, the plug length can be
tuned over a 10 fold dynamic range. Less than10% change in the dispersed phase
pressure can cause more than 4 fold change in plug size.
To test the open loop time constant, a square wave is applied to the pressure
regulator, and the corresponding changes in plug characteristics are measured using
DMV (Figure 4-16C). The time constant is about 100 ms when the system shifts from low
to high pressure and it is about 200 ms in reverse transition. The open loop time constant
is limited by the pressure regulator. Figure 4-16E shows that while the plug length and
spacing are quite sensitive to changes in the water pressure, the plug velocity remains
relatively unchanged (<10%).
We have used open loop system for most of the future experiments because we
wanted to characterize the droplet size at constant pressure (without pressure fluctuation
interference) with changes in interfacial tension.
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Figure 4-16. Characterization of open loop system. (A) Model. (B) The open-loop
system shows a nonlinear relation between water pressure and plug length (C) open
loop testing of response time, using a 3-3.2 PSI pressure and step function at 1Hz. (D,
E) Open loop characterization of plug spacing and plug velocity, under the same
experimental conditions as (C).
Closed Loop Characterization
In the closed loop system (Figure 4-17A), the plug length (measured by DMV) is fed
into a PID controller which tunes the water pressure to obtain the desired length.
Feedback based on shape metrics or area is also possible. The feedback control
produces a precise linear relationship between plug length and plug set point (Figure 4-17
B) eliminating the nonlinearities of the open loop system. Four fold dynamic tuning range
is achieved.
Closed loop stability is tested by applying a step change in the plug length set point
(Figure 4-17 C-D), and monitoring the response of the system. Open-loop tests show that
the controller gain varies from 2-20,000 µm/PSI, the process time constant is 0.1s and

85

the dead time is negligible. In closed-loop mode, the PID parameters were tuned using
the Ziegler-Nichols method [99], where KP is used to decrease the rise time, KD to reduce
overshoot and settling time, and KI to eliminate the steady state error. If the set point is
250 µm and KP=KI=0.0005, the system exhibits overdamped behavior with a response
time <10s (Figure 4-17C). If the proportional gain is doubled to 0.001, the system
becomes underdamped and begins to oscillate. It is notable that the oscillation only
occurs on the low to high transition.
In general, a large plug length set point (upper end of the tuning range) can cause
the system to oscillate. This can be attributed to the nonlinear gain of the flow focusing
junction (Figure 4-17B). At higher pressures, the plug length is more sensitive to pressure
changes, and the higher effective gain can cause the loop to become unstable. This can
be compensated by simply reducing the proportional gain in the PID controller, or by
introducing a linearizing function into the feedback loop.
The settling or response time of the system ranges from 7-10 s. This depends on the
damping parameters as well as the physical time constants of the image acquisition
(<500ms), data transfer (<10ms), DMV measurement of plug length (0.1-1s), pressure
regulation (100-200ms), and the flow focusing junction (<10ms). The response time can
therefore be improved by optimizing the software and image acquisition, and by tuning
the PID parameters for fast settling time.
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Figure 4-17. Characterization of closed loop system. (A) Model. (B) The closed-loop
system provides precise, linear control of drop size. (C) Step response with
proportional gain (KP) set to 0.0005, showing a critically damped response. (D) Step
response with KP doubled to 0.001, resulting in oscillations on the low to high transition.
Figure 4-18 demonstrates the ability of the system to generate a tri-disperse
population. The set point was sequentially changed from 150µm to 200µm and 250µm
(Figure 4-18A). The histogram (Figure 4-18B) shows 3 distinct populations, each with
normal distributions. Being able to precisely generate multiple plug sizes is useful for
metered assays or titrations.
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Figure 4-18. Dynamic, in situ tuning. The closed loop system is used to generate a tridisperse population 150, 200, and 250 μm plugs. (A) Plug length vs. time, (B) histogram
of plug lengths.
Effect of Proteins on Drop Size
Being able to generate monodispersed droplets using pressure driven flow, we are
ready to investigate the effect of proteins on drop size. Since we were expecting that
proteins can change the IFT like surfactants, we performed experiments with different
concentrations of protein at different pressures to prove this theory.
Figure 4-19 shows drop size change versus protein concentration. We also needed
to confirm that this change in the drop size is clearer at certain pressures. This figure also
shows the dynamic range and limit of detection at different concentrations. Dynamic
range is wider at lower pressure levels versus higher pressure levels. Limit of detection
is also smaller at lower pressures. We decided to perform protein experiment with
different carrier phases to understand the effect of carrier phase on protein adsorption.
We have also investigated the effect of other carrier phases such as Hexadecane,
FC40 and Octanol in this experiment. As described in previous chapter, chemistry of
protein in terms of polarity is very important. For testing different proteins we have
experimented with BSA, Thyroglobulin, Uridine and blood plasma.

88

Figure 4-19. The drop generation zone considering the water/oil pressure ratio
The impact of oils on this experiment is investigated in Figure 4-20. Hexadecane doesn’t
show drop size change at all. Oleic acid shows better limit of detection than octanol. The
reason that octanol shows drop size change is because of its polarity. If the alkane is
completely nonpolar it cannot bond to protein through the polar groups in its structure
(This phenomena is discussed in previous chapter [94], [100]). Limit of detection depends
on various parameters such as chemical structure of oil and protein, molecular weight of
protein, existence of certain amino acids (cysteine and lysine) and the sum of polar groups
in the protein.
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Figure 4-20. A. Using Hexadecane as carrier phase doesn’t cause considerable change
in drop size B. Oleic acid shows a limit of detection of 10-7 g/ml with Thyroglobulin.
Velocity of droplets also changes with the amount of protein D Using octanol the limit of
detection is about 10-5 g/ml.
Figure 4-22 shows a comparison between different detection systems versus our
developed method. Our developed method is called IFTD (Interfacial Tension Detection).
This method stands in pg-fg range in comparison with other methods such as refractive
index, conductivity, light scattering, corona discharge, UV, visible, photodiode array,
fluorescent, radioactivity and electrochemical. Electrochemical detectors are also
providing the similar limit of detection; however, they have their own problems such as
fouling. IFTD is inexpensive, fast and label free. Since we are measuring 1 μg/ml of
protein in a 1nL droplet the total amount of protein detected would be equal to 1 fg as
shown in Figure 4-21.
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Figure 4-21. Total amount of protein detected

Figure 4-22. Comparison between various detection methods
HPLC System Connected To Microfluidic Chip
Interfacial tension detection (IFTD) method can integrate into other continuous
detection methods. In fact, this is a great advantage for this method because more than
one detection method can offer better sensitivity and selectivity.
We have used Zenix size exclusion column (7.8*300 mm) with pore size of 300 Å and
particle size of 3 μm. The standard flow rate used for this column was 1 ml/min with
maximum back pressure of 3500 psi and protein molecular weight range of 5,000 –
1,250,000. Flow rate was 1 mL/min water with 20 µL injection and UV 214-280 nm
detection [101].
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We have connected the outlet of HPLC system to drop generator (Figure 4-23) in
order to quantify the changes in sizes of droplets (based on the amount of proteins eluted
from the HPLC column).

Figure 4-23. HPLC detector based on drop shape morphometry. A drop generator is
attached inline after the HPLC column, and the drop shape/size is monitored in real
time.
Proteins A, B and C are injected into the HPLC column and as they are eluting from
the outlet they are encapsulated inside droplets. Our detection system is based on the
concept that the interfacial tension of an oil-water interface is inversely related to protein
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concentration. Globular proteins such as bovine serum albumin (BSA) adsorb to the
interface, reducing its interfacial tension [2], [3].
In this research, we utilize a cross junction drop generator coupled to the HPLC
column. The size of the drops produced in the drop generator is highly sensitive to
interfacial tension. The drop size in a microchannel is determined mainly by the balance
between shear and interfacial forces, given by the capillary number. In this formula: 𝜇,
𝑣𝐶 , 𝑄𝐶 , 𝛾, and 𝐴 are (respectively) the viscosity, velocity, and flow rate of the continuous
phase, the interfacial tension between two phases, and the cross sectional area of the
micro-channel. They have investigated the relation between drop size and Ca (Dp~Ca0.235)

by varying the interfacial tension using different surfactant concentrations [91].

𝐶𝑎 =

𝜇𝜈𝐶
𝛾

=

𝜇𝑄𝐶
𝐴𝛾

(4-1)

We use two types of microfluidic drop generators. The confined geometry has the
same height and width for the oil and water channels as well as the downstream channel
(100x100µm). The unconfined geometry has a narrower water channel (50x100µm) in
comparison to the oil channel and the downstream channel (both 50x500µm). To maintain
low Ca number, the large flow rate from the outlet of HPLC is bypassed with a 20:1 flow
splitter inside the chip. The ratio of flow splitting can be tuned during the experiment by
changing the pressure on the waste port. At lower flow rates, the expansion time for each
drop is longer, allowing more time for proteins to adsorb to the interface. A UV absorbance
detector (Waters 486 tunable absorbance detector with sensitivity of 0.01 absorbance
units and the path length of 10 mm) is placed upstream of the drop generator for
comparison.
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Figure 4-24 shows droplets containing protein and how proteins saturate the surface
of droplet. Proteins tend to accumulate on the back of droplet and cause shape
eccentricity change with concentration. This phenomena also impacts the size of droplet.
This can happen at high capillary numbers (Ca>0.01) just with surfactants or oils too. We
have seen this while IFT is very low (using octanol with buffer) or using 10% V/V
surfactant in FC-40.

Figure 4-24. Proteins accumulate at the end of droplet. This is due to Marangoni flows
inside the droplet.
Figure 4-25 shows the drop size change with protein elution from the HPLC column.
The chromatogram is matched with corresponding times in the saved movie of generated
droplets in the chip.
The amount of lag time between peak of the chromatogram and drop size change
depends on the length of tubing and amount of diffusion in the path. In this experiment
we used 30 cm of peek tubing (ID=500 μm) which caused about 0.01 ml dead volume.
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Different inlets and tubes are shown in Figure 4-26. The outlet of HPLC goes to the inlet
of the chip. The other tube (with resistance) is to bypass the extra liquid to a syringe.

Figure 4-25. Drop size change with protein elution in HPLC
To measure drop parameters, we use an image processing software developed in
our group which determines drop size, length and eccentricity, and creates
chromatograms based on those parameters. For all experiments, we inject a 50 μl BSA
sample at various concentrations, while maintaining a continuous flow rate of 0.5 ml/min
in the HPLC.
The first experiment (Figure 4-27) compares the sensitivity of the drop generator and
the UV absorbance detector, using an unconfined drop generator. Three samples of 0.1,
0.3, and 0.6 mg/ml BSA were sequentially injected into the HPLC. At the lowest
concentration (0.1 mg/ml), the UV absorbance detector does not show any signal, while
our system shows a 20% increase in drop size. This occurs because the non-uniform
distribution of proteins in the drop causes it to stretch at the tailing end [102].
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Figure 4-26. The outlet of HPLC goes to the inlet of the chip. The other tube (with
resistance) is to bypass the extra liquid to a syringe.
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As a result, both the drop length (Figure 4-27B) and the shape eccentricity (deformation
from circular shape, Figure 4-27C) increase when proteins elute from the column [103].

.6
mg/mL

.1
mg/mL

.3
mg/mL

Figure 4-27 (A) The UV absorbance detector shows no signal for the 0.1 mg/ml; (B)
Drop length vs. time (C) Shape eccentricity vs. time.
In addition to checking the peak height we have also investigated the area under each
peak by integration using MATLAB.
𝐴𝑟𝑒𝑎 = ∫ 𝐷𝑟𝑜𝑝𝑙𝑒𝑡 𝑙𝑒𝑛𝑔𝑡ℎ 𝑋 𝑑𝑡

(4-2)
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Using this method we show a linear increase in the peak area by increasing concentration.
Figure 4-28 shows the bar graph of peak area for major axis length vs. concentration.

Figure 4-28. Major axis length peak area vs. concentration for three different
injections
Figure 4-29 shows peaks of shape eccentricity vs. concentration. The same integration
method is used for generating this figure.
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Figure 4-29. Shape Eccentricity peak area vs. concentration for three different
injections
The second set of experiments is performed in a confined channel, where the oil and
water channels have the same cross section. Three samples of 1, 3, 6 mg/ml BSA (10X
larger than the first experiment) are injected to the HPLC. In contrast to the unconfined
geometry, here the plug length decreases with protein concentration, although the
drop/plug area decreases in both cases (Figure 4-27A). Figure 4-27B shows changes in
shape eccentricity versus time. The decrease is consistent with previous studies, and is
due to the decreased interfacial tension at higher protein concentrations [8].
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Figure 4-30. Confined drop (plug) generator. (A) Plug length vs. time (B) Plug shape
eccentricity vs. time.
The unconfined channel geometry is at least 5 times more sensitive than the confined
channel. The unconfined system has a smaller cross section and higher Ca. According
to Ca number equation, when Ca is large, it is more sensitive to changes in 𝛾. Therefore
drop size, which has a reverse relation with Ca, will be more sensitive to protein
concentration. Calibration curves (Figure 4-31) show that the changes in drop size are
roughly linear with protein concentration, bellow the critical micelle concentration (CMC).

Figure 4-31. (A) Plug length vs. injected protein concentration in a confined drop
generator. As the protein concentration increases, the plug length decreases. (B) Drop
shape vs. protein concentration in an unconfined drop generator. With increasing
protein, the drop elongates to a teardrop shape.
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Protein Measurement without HPLC
Using HPLC before drop generator can separate proteins from the mixture before
eluting to drop generator. We were curious to see if we will see the same effect if we inject
proteins directly to the tubing or the chip. By injecting proteins to the tube (Figure 4-32)
we experienced considerable amount of dead volume (50 μL or more) and diffusion. This
can prevent forming a peak of protein concentration in droplets.

Injection area

Figure 4-32. Injection to the tube using a 10 μl Hamilton syringe
Figure 4-33 shows the trend of drop size change using injection to tube method. It is
clear that drop size doesn’t return to its original size. However, the fact that drop size
decreases more than half its original size shows the impact of interfacial tension on drop
generation.

Figure 4-33. The pattern of drop size change by injecting protein to the tube. This graph
represents drop size change at concentration 0.001 gr/ml
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We were curious to see if the similar pattern of size variation happens when we inject
the protein directly to the chip (Figure 4-34). This approach is useful when we want to
measure the amounts of only one protein. It is very sensitive since the dead volume is
almost zero and proteins reach the cross sectional area almost instantly (10 seconds).
We also tested this theory by using pristine buffer or water in the chip. Figure 4-35 shows
no considerable change in droplet size. Figure 4-36 shows different tests and the
dependence of peak time to concentration. Graphs in this figure show variation of peak
time with concentration of protein (The higher the concentration the longer the peak time).
Based on these results we have tried to generate a linear calibration curve for predicting
unknown amount of protein in the microfluidic chip.

Figure 4-34 Schematic of protein injection to the chip. We are using the buffer inlet to
inject protein to the chip.
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Figure 4-35. Drop size doesn’t show any change with pristine solution or very low
concentrations (10-5 gr/ml) of protein
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Figure 4-36. Graphs show the change in major axis length change with protein injection.
The peak time varies with concentration.
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In order to correlate between peak time and concentration, we need a calibration
curve. Data must be linearized (using logarithms) in order to fit the results. So we are not
solving for: y = ax + b Instead we are solving for:
𝑦 = 𝑎𝑥 𝑏 𝑜𝑟 𝑦 = 𝑎𝑒 𝑏𝑥 or possibly something else,
We shall attempt to fit using the first equation and can be done using linear regression
and logarithms:
𝑦 = 𝑎𝑥 𝑏

(4-3)

𝐿𝑜𝑔 𝑦 = 𝑙𝑜𝑔 𝑎𝑥 𝑏

(4-4)

𝑙𝑜𝑔 𝑦 = 𝑙𝑜𝑔 𝑎 + 𝑙𝑜𝑔 𝑥 𝑏

(4-5)

𝑙𝑜𝑔 𝑦 = 𝑏 × 𝑙𝑜𝑔 𝑥 + 𝑙𝑜𝑔𝑎

(4-6)

Then the original data is fit by:
𝑦 = (10𝑎) × 𝑏

(4-7)

So performing linear regression on the Log Concentration (x) and Log Peak Time (y) we
see that:
log 𝑎 = 4.1033 → 𝑎 = 12686.33

𝑏 = 0.6202

So then the fit curve is:
𝑦 = 12686.33𝑥 0.6202
Or on a Log-Log graph it would be seen as:
𝑙𝑜𝑔 𝑦 = 0.6202 𝑙𝑜𝑔 𝑋 + 4.1033

(4-8)

Figure 4-37 shows the graph with regular scale vs. logarithmic scale (MATLAB). The
logarithmic scale trend line has the slope of 0.6202 and intercept of 4.1033.
Since this experiment is repeated two times with similar conditions, Figure 4-36 shows
the error bars. Injection happens at about 15 S and the initial drops after injection carry
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the maximum amount of protein. They have a little tail at the end which shows the
saturation of protein inside droplets (Figure 4-38). This calibration line is only valid
between minimum and maximum available data points and there is no gaurantee that
extrapolation presents accurate information.

Figure 4-37. Calibration curve for Log (time) Vs. Log (concentration)
This phenomena happens because of marangoni flows [70], [104](due to gradient in
interfacial tension) on the surface of the droplet. Since proteins reduce interfacial tension
at the interface they migrate to the back of droplet along the interface of oil-water and
they may even separate from the droplet at higher concentrations. These masses of
concentrated protein can also stick to the walls of channel. This can make the channels
hydrophilic at high concentrations of protein. During the period of 124S-540S drop size
doesn’t change which shows the diffusion of protein during that time. Depending on the
concentration of injected protein, this period of time can be shorter or longer. Calibration
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of protein quantity based on this time interval can be considered as a new approach to
protein quantification.

Figure 4-38. Drop size during different times after injection of protein. This figure shows
that drop size returns to its original size at about 846 seconds.
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SIMULATION
Simulation results confirm the experimental results shown in previous section.
Concept of drop generation both in pressure driven and flow driven systems is described
in chapter 2. This section presents the effect of interfacial tension changes in a drop
generator both with fixed flow and fixed pressure conditions. All simulation models have
used COMSOL Multiphysics 5.0.
Fixed Flow System
As described in chapter 2, flow rate is always kept constant and other parameters
such as pressure are considered as dependent variables in fixed flow systems. The fixed
flow simulations are performed with constant velocity of continuous phase= 0.1 m/s and
dispersed phase=0.03 m/s.
Level set method was used for modeling this laminar two phase flow. This method is
considered as one of the precise methods for studying curved shaped boundaries such
as droplets. Steps in this simulation include phase initialization (step 1) and time
dependent (step 2). This simulation utilizes the Navier Stokes equations with assumptions
such as:


Laminar flow regime



Constant density of the fluid



Newtonian fluid

In finite element methods finer mesh will provide more elements and as a result more
accurate solution [105] . Here we have used normal mesh due to time limitation but similar
trend can be achieved using fine mesh. The channel geometry is similar to the actual
channel that we used in our experiments (width=100 μm), the height of the channel (for
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3D simulation) is also 100 μm. Figure 5-1 shows the change in drop size with increase in
water flow rate. At 0.01 m/s (Ca=0.005) there is no drop generation; however, increasing
the velocity to above 0.02 (Ca=0.01) can cause dripping regime and above 0.07 m/s
(Ca=0.035) we will have jetting regime. At 0.1 m/s where Ca=0.05 we will observe a stable
co-flow regime. Similar results has reported in previous research [106].

Figure 5-1. Change in drop size with increasing water flow rate (oil flow rate is kept
constant at 0.02 m/s)
Figure 5-2 shows drop formation channels at different interfacial tensions. It is clear
that higher interfacial tensions will cause larger size droplets. This can be explained
through the process of drop break up (described in chapter 2). In this figure red regions
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have higher pressure and dark blue regions have minimum pressure. At the inlets
pressure is higher. Also pressure inside droplets is higher than their surroundings.
Eventually at the outlet of the channel pressure reaches its minimum amount.
Each droplet creates a resistance in the pressure path and decreases the initial inlet
pressure inside the channel. However the pressure inside each droplet is higher than its
surrounding due to curvature in droplet surface and Young- Laplace model (described in
chapter 2).

Figure 5-2 Demonstration of increase in drop size with increase in interfacial tension,
the amounts of interfacial tension are shown on each channel
Fixed Pressure System
In fixed pressure system pressure of the inlets is kept constant pressure and the rest
of the parameters such as velocity of the fluids are considered as dependent variables.
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Similar to fixed flow system, laminar two phase flow boundary conditions are applied with
level set method. The simulation steps and geometry of the channel are also similar to
the fixed flow system. Figure 5-3 shows how increase in water pressure can increase
droplet size at constant oil pressures. In this simulation oil pressure is kept constant at
2400 Pa and water pressure is varied from 1000-2500 Pa. IFT is also kept constant
(0.02mN/m) at different water pressures.

Figure 5-3. Drop size increase with increase in water pressure at constant oil pressure
Materials are water and oleic acid pressure on water inlet is 2000 Pa and oil pressure
is 2400 Pa. Mesh is normal and tolerance is 0.01. Boundary conditions are considered
as wetted wall with 0.349 rad angle [107]. The study includes two steps of phase
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initialization and time dependent time ((0, 0.0001, 0.01)) S. This means we had time
intervals of 0.0001 S for the total time of 0.01 S which will include 100 time steps.
Figure 5-4 demonstrates the increase in drop size with increase in interfacial tension
in fixed pressure model. The results of simulation agree with experimental results
presented in previous sections.
Figure 5-5 shows the drop size change versus interfacial tension in flow driven and
pressure driven systems. Changes in drop size are much sharper in pressure driven
systems than flow driven systems. This is confirmed both by our experiments and
previous literature [87], [108]. The increase in velocity with pressure is much sharper than
increase in velocity with flow rate [107].
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Figure 5-4 Shows a schematic of fluid fraction inside microfluidic channel with different
amounts of interfacial tension
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Figure 5-5. Comparison of droplet size vs. interfacial tension both in flow driven and
pressure driven systems
Comparison of Pressure Profiles
To understand the physics of pressure driven system versus flow rate driven system
we have compared pressure profiles at the inlets of microfluidic chip.
Figure 5-6 shows the pressure profile at 1 point of the microfluidic channel. Maximum
and minimum of the pressure profile depends of the concave or convex shape of the
droplet proceeding to the cross section of the channel.
The first step is Nucleation when a curved surface of dispersed phase is formed at
the end of water channel. At this point, pressures of oil and water are related to the
𝛾

amount of interfacial tension (𝑃𝑊 − 𝑃𝑂 = 2𝑅 where PW is the pressure of water inside the
curved surface, PO is the pressure of oil which is outside the curved surface, ɤ is the
interfacial tension at the surface and R is the radius of the curved surface). In this step,
pressure inside the droplet is larger than the pressure outside the droplet. This will lead
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to the second step which is called expansion and at this stage the dispersed phase
expands more into the middle of the junction. Pressure inside the dispersed phase will
cause more expansion and as a result more elongation and eventually droplet pinch off
happens. During the third step elongation of the drop will cause concave surfaces on both
sides of the elongated drop. Inside these concave surfaces pressure of water is less than
pressure of oil. If the oil pressure is high enough it can pinch off the droplet.

Figure 5-6 Pressure profile at one point of the microfluidic chip
Figure 5-7 shows the pressure profile at three different points of the microfluidic
channel in flow driven system versus pressure driven system. The number of positive
peaks are equal to the number of droplets in each system. Point 4 in pressure driven flow
has the same pressure as inlet while the same point in flow driven system undergoes
pressure fluctuations with similar trend as the two other points. Pressure fluctuations in
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pressure driven system are 200-400 Pa versus 1000 Pa in flow driven system.

Figure 5-7. Comparison of pressure profiles at three different inlet points
3D simulations
The 3D simulation can be used to confirm the validity of the 2D results. The chosen
physics is laminar two phase flow, level set. The study is done in two steps: stationary
(step 1) and time dependent (step 2). Other parameters such as materials and pressure
at the inlets are the same as 2D. The height of the channel is 100 µm. The mesh size was
defined as extra course since calculation time is more than 120 hours for this case. Figure
5-8 shows the volume fraction of droplets at σ=0.02.
Due to calculation time and system limitations, it was not possible to investigate drop
sizes for 3D simulation. Extra coarse mesh causes a vague barrier for drops and it is not
possible to estimate the drop size.

116

Figure 5-8. 3D simulation of drop generation with σ=0.02
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APPLICATION
There is a sea of applications for protein detection methods. Serious disease
processes are caused by lack of function, out of balance concentrations or sequence
mutations of plasma proteins. Considering this fact, better protein detection and
characterization methods can save individuals lives. One of the major challenges in
quantifying analysis is the highly concentrated protein matrix which may cause
interference in quantification and detection of a certain protein.
Quantitative monitoring of proteins is shown to be one of the most promising
approaches for biomarker discovery. One of the biomarkers that can be quantified using
this method is human Galectin (LGAL-14). Galectins (lectin family) regulate cellular
procedures such as cellular growth and immune reactions. Galectins bind to
glycoproteins, beta-galactosides (like lactose) and lipids [109], [110]. Unlike many other
proteins they do not require metal ions for activity. They are mostly found in mammals
[111]. Galectin 14 is also known as placental protein. This protein is placenta specific and
it induces the apoptosis of T lymphocytes. This can reduce the maternal immune attacks
on fetal [112], [113].
There are no research studies available on chemical interactions between LGAL-14
and oleic acid or even other fatty acids. Cysteine and Lysine are the amino acid residues
which bind to fatty acids [97]. Galectin has smaller size (16KDa) in comparison to BSA
(66.5 KDa) and it has 6 Cysteine residues which are accessible to the solvent.
Other biomarkers such as placental growth factor (PGF) didn’t show successful
favorable results. This may be because of the interface which is largely hydrophobic and
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bury the amino acids inside. There are only 3 polar interactions in the structure of PGF
which include hydrogen bonds, Aspartic acid and Arginine [114].
Pendent drop experiment results have proven that this method is sensitive to very
small amounts of LGAL-14 (50 pg). This approach can be used for quantification of very
small amounts of this biomarker. For this purpose the sample can be injected to HPLC
and eluted to the microfluidic chip.
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FUTURE WORK
Having presented a background, theory, experimental, simulation and application of
our protein detection technique, this thesis now proposes future goals and research
outcomes.
1. Based on previous results for LGAL-14, IFT measurement, this protein can directly be
injected to the chip for drop size measurement and calibration.
2. It is also possible to develop a separation unit inside the chip by coating antibody in
the chip and capturing LGAL-14 in a defined area of the chip.

Figure 7-1 Chip design for antibody coating
3. Further investigation can be done on 3D simulation of the drop generation and drop
size change Vs. IFT. Improving hardware such as computer's RAM and CPU will help to
achieve this goal.
4. This method can potentially be used for detection and quantification of other
biomarkers in body fluids such as urine, plasma, tears and sweat.
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5. Modification of carrier phases is another important parameter for this work. Table 7-1
shows a list of possible carrier phases which can potentially be used as a continuous
phase. A proper carrier phase should have ignorable solubility in water because we want
the two phases to be immiscible. IFT value shouldn’t be very high or very low. Since at
high IFT we will need surfactants for drop generation and surfactants can saturate the
surface of droplet not letting proteins to enter the interface. At low values of IFT we may
not be able to generate drops at all. Chemical structure of continuous phase is also
important because proteins need to adsorb to the interface of oil (continuous phase) water
(dispersed phase). If carrier phase is very neutral like Hexadecane there is no partitioning
of protein inside carrier phase.
Table 7-1. Possible continuous phases for drop generation [115]
Compound

Formula

IFT (mN/m)

Pentane
Hexane
Heptane
Octane

C6H12
C6H14
C7H16
C8H18
C10H22
C16H34
C7H12
C4H9Cl

Decane
Hexadecane
1-heptyne
2-Chloro-2methylpropane
3methylbutyronitrile
1-Octanol
2-Octanol
Oleic acid
Cinnamic acid,
Ethyl ester
3-phenyl propionic
acid,ethyl ester
Nonanoic acid,
ethyl ester

49
51.10
50.2
50.81
52
53.3
28.15
23.75

Density
(g/ml)
0.6262
0.6603
0.6837
0.7025
0.7300
0.7733
0.7328
0.8420

Solubility of
organic
1*10-3
2.91*10-4
5*10-5
1.13*10-4
1.9*10-7
7.0*10-9
1.761*10-3
1.04*10-3

Solubility of
water
4.4*10-2
4.27*10-2
7.03*10-2
6.02*10-2
5.684*10-2
6.784*10-2
NA
1.30*10-1

C5H9N

14.14

0.7914

1.24*10-2

3.71*10-1

C8H18O
C8H18O
C8H34O2
C11H12O2

8.52
9.42
15.59
21.36

0.8270
0.8216
0.8935
1.0491

6.25*10-3
6*10-2
6.77*10-9
2.49*10-3

1.94*10
2.2*10
4.65*10-1
5.98*10-1

C11H14O2

20.19

1.0147

6.39*10-4

4.45*10-1

C11H22O2

23.88

0.8657

2.9*10-4

NA
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6. Investigation of other microfluidic chip materials can be considered for future work. We
have performed all the experiments using PDMS; however, other elastomers, paper or
silicon.
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CONCLUSION
This research describes a novel, label-free inline method to detect proteins after a
chemical separation. The initial chapter in the thesis begins by describing existing protein
separation and purification techniques to give the reader appropriate context. It then
presents and compares continuous flow detection methods used in chemical separations
and purifications. The second chapter describes the chemical structure of proteins and
their behavior in the interface of two immiscible fluids. Some conceptual models related
to protein adsorption, including the Young- Laplace model and Beer- Lambert law, are
derived and presented. Our detection method is based on a microfluidic droplet generator,
and consequently the following section introduces various designs and geometries of
drop generators. In particular, we describe fixed flow and fixed pressure drop generators,
focusing on the inherent differences in the nature of each system. The drop generation
regime for pressure driven systems is calculated and effect of inlet pressures on droplet
sizes is demonstrated.
Following the introduction to fundamentals, Chapter 3 introduces our new method for
protein detection/ quantification. This technique offers a better (up to 100X) limit of
detection than conventional UV absorbance detectors (used in HPLC systems). The
effect of different carrier phases on drop size change versus the amount of protein is also
investigated. These experiments are performed in different pressure ranges to optimize
the best pressure range for this operation.
The effect of different carrier phases is investigated and it has shown that some of
the carrier phases don’t display any change in droplet size with changes in protein
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concentration. Modifying the carrier phase can offer better limit of detection since proteins
show different partitioning coefficients in different carrier phases.
Simulation models have shown excellent agreement with experimental results.
Simulation results both in pressure driven and flow driven systems show an increase in
droplet size with increase in interfacial tension however these changes are sharper in
pressure driven flow. We plan to develop a model for investigating the effect of pressure
on droplet sizes as well.
In chapter 7 one of the target biomarkers which can be measured by this method is
introduced as an application for this technique.
Looking ahead, this type of protein detection system described in the thesis could be
used not only in chromatography applications, but also in other chemical separations,
including capillary electrophoresis. The low dead volume and high sensitivity of the
technique makes it amenable to miniaturization, and is therefore suitable for low flow
separations like ultra-performance liquid chromatography (UPLC) and electrophoresis.
Future work will seek to integrate our system with these detection systems.
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ABSTRACT
SUB-PICOGRAM, INLINE DETECTION OF PROTEINS USING MICROFLUIDIC
DROP GENERATORS AND SHAPE-BASED DETECTION
by
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Proteomic workflows rely on sensitive and precise methods for purifying and detecting
proteins, and one of the most popular methods is liquid chromatography (LC) followed by
an inline detector. However, the most commonly used method, UV-Vis absorbance,
provides relatively low sensitivity and requires long path lengths in the flow cell. Mass
spectrometry-based detectors provide high sensitivity, but are more expensive and
require some optimization of protein ionization and fragmentation.

Other sensitive

detection methods (such as ELISA) cannot be easily integrated into ‘inline’ continuous
measurement, as is needed for LC. In this thesis, we present a highly sensitive, labelfree method to detect proteins in continuous flow, using a pressure-driven microfluidic
droplet generator. The system consists of a cross junction or flow focusing structure
where the flowing stream of proteins is combined with two coflowing streams of oil which
break up the former stream into a train of droplets. In such a system, the droplet size
predictably scales with interfacial tension (IFT) of the oil-water interface. When globular
proteins (eg BSA) enter the junction, they adsorb to the interface and reduce IFT, and
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thereby the droplet radius. Temporal variations in droplet size therefore correlate with
changes in protein concentration.

Using microfluidic drop generators as an inline

detection method provides two benefits: 1) it can improve available limits of detection,
because the high surface area to volume ratio enhances adsorption phenomena, and 2)
it provides fast time resolution, due to the high rate of drop generation.
To test and implement our system, we designed and operated a pressure driven
system which can work both in closed loop and open loop versions. Inlet pressure can
be actuated and controlled precisely depending on the requirements for the size of
droplets. To maximize the effect of interfacial tension, we operate a 100 μm drop
generator at small Capillary number (Ca= 0.00135-0.007739). Four different carrier
phases (oleic acid, octanol, hexadecane, and FC-40) were tested with four proteins (BSA,
thyroglobulin, uridine, placental growth factor, galectin and blood plasma).

Image

processing software developed in our group tracks droplet size, length, frequency, shape
eccentricity, and creates chromatograms based on these parameters. Droplet sizes were
found to decrease when a hydrophobic protein was combined with a hydrophobic carrier.
Calibration curves show that the changes in drop size, velocity, and shape eccentricity
are linear with protein concentration, provided the protein concentration is less than the
critical micelle concentration. The best limit of detection is ~1 μg/mL in a 1 nL droplet,
which equates to 1 fg of total protein. The low detection limits are due to favorable scaling:
the high surface area to volume ratio in droplet systems increases the probability of
adsorption, and therefore changes drop size even at low concentration. When used as a
detector for high performance liquid chromatography (HPLC), it demonstrates sensitivity
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up to 100X better than conventional UV-Vis detectors.

This detection method can

potentially serve as a label-free, universal detector for proteins.
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